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Summary
The physiological and clinical considerations of centrifugal and axial pumps as ven-
tricular assist devices (VADs) demands limitations on the power, size and geometry
of the impellers. A typical pump design method is to rely on the characteristics
of previously designed pumps with known performance using empirical equations
and nondimensional parameters based on fluid dynamics similarity law. Such data
are widely available for industrial pumps operating in Reynolds number region of
108. VADs operate in Re<106 and therefore the similarity concept does not apply
between the industrial diagrams and the medical application of small pumps.
The present dissertation employs a parametric approached analytical model to in-
vestigate more than 150 axial and centrifugal pumps. The design parameters are
optimised using the response surface methodology. The effect of different design
parameters on the performance, force analysis and hemocompatibility of the pumps
is thoroughly investigated by modelling the hæmolysis through a power-law equa-
tion. The results show an explicit and consistent relationship between the number of
blades, outlet width, outlet angle and the hemocompatibility of the device. Centrifu-
gal pumps showed significantly lower probability of blood complications compared
to axial pumps. The evaluation of the design characteristics helps pump designers
to select their parameters accordingly for a low probability of blood complications.
Furthermore, experimental techniques are employed to test more than 70 pumps in
different conditions of flow, pressure and rotational speed. The experimental results
validate the numerical simulations and create a database of empirical equations and
data points for small axial and centrifugal pumps. The specific speed and specific
diameters of the pumps are plotted on an ns − ds diagram to enable preliminary
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The various forms of cardiovascular disease (CVD) are the leading cause of death in
the world with 31% of all global deaths [36]. According to a World Bank analysis,
over three quarters of CVD deaths take place in low- and middle-income countries.
The European Heart Network organization reports that each year CVD causes over
4 million deaths in Europe (47% of all deaths) and over 1.9 million deaths in the
European Union (40% of all deaths) [87]. CVD is estimated to cost the EU economy
e196 billion a year. Congestive Heart Failure (CHF) is a common form of CVD in
which the heart is unable to pump blood as well as it should, causing shortness of
breath and fatigue in sufferers [158].
1.1 Congestive Heart Failure
CHF causes difficulty for the native heart in pumping blood around the body, and
is characterized by ventricular dysfunction leading to an insufficient cardiac output,
leading to lower exercise capacity and reduced cardiovascular endurance.
CHF is categorized into four stages of increasing severity by the American College
of Cardiology Foundation (ACCF) and American Heart Association (AHA) [158].
Stage I represents the condition in which the patient has no structural heart disease
or symptoms, but is at high risk of heart failure by having one or more risk factors.
This might progress to structural heart disease without (stage II) or with (stage III)
symptoms and eventually get to the refractory heart failure requiring specialized
interventions (stage IV). Medications are effective in treating stages I and II, but
their use is palliative in stages III and IV. More than seven million people are
suffering from CHF in North America and Europe, among whom ≈ 6% are diagnosed
with stage IV [75].
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1.2 Treatment of Heart Failure
There are two main therapies available for this condition. In the early stages, di-
etary changes to reduce weight and salt consumption as well as pharmacological
treatments can be effective in preventing the progress of the disease. In the end-
stages of the disease the patient does not respond to drugs and dietary changes and
surgical treatments are the preferred options.
1.2.1 Pharmacological Treatment
Studies of heart failure have reported that several classes of drugs are suitable for
the treatment of heart failure. Patients with heart failure may need one or multiple
types of drugs, each one used to treat a different symptom or contributing factor.
Blood thinners (Anticoagulants), Cholesterol lowering drugs (statin), Diuretics (wa-
ter pills) and Angiotensin receptor blockers and inhibitors are some of the commonly
prescribed heart failure medications [158].
1.2.2 Surgical Treatment
In the end-stages of CHF, where the patient does not respond to pharmacological
treatments, surgical treatment is preferred. The surgery is aimed at stopping further
damage to the native heart (or replacing it) and improving its function. This treat-
ment includes conventional surgeries, Aneurysm repair surgery, heart transplant and
mechanical circulatory support (MCS) device implantation.
Conventional Surgeries
- Coronary Artery Bypass Graft (CABG) Surgery:
If the coronary arteries have lower blood flow due to blockage or being lined with
plaque, CABG surgery is recommended. The surgery involves a blood vessel graft
to bypass the coronary arteries by going around the clogged artery and forming a
new path for blood to flow. The grafts are normally taken from the arteries and
veins in the patients chest, leg or arm. Figure 1.1 shows the position of the blood
vessel graft after a CABG surgery.
- Valve Surgery:
In a later stage of heart failure, the papillary muscles become larger and therefore fail
to support the mitral valve leaflets leading to a leakage in the valves. The surgery
involves reshaping the leaflets and supporting the valve with a ring. This surgery is
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Figure 1.1: The blood vessel graft in a CABG surgery, figure courtesy of El Camino Hospital.
also recommended for the aortic valve stenosis (stiffness) or regurgitation (leakage)
by repairing or replacing the aortic valve. Figure 1.2 shows the different steps of
this surgery.
Figure 1.2: The insertion of a ring to support the mirtal valve [24].
Aneurysm Repair Surgery
This surgery is used when a heart attack causes a scar in the left ventricle. The
scarred zone can swell with every heartbeat. This zone is called an aneurysm and
will cause the left ventricle to dilute and get weaker. In this surgery, the scarred
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muscle and the aneurysm tissue are removed and replaced by a patch.
Heart Transplantation
Heart transplantation is the most well established surgical treatment and is the main
option for patients in stage IV and some of the patients in stage III. Although in the
early years of this method (1967), the survival rate was as short as a few weeks, four
decades later in 2006, The New England Journal of Medicine (NEJM) reported [56]
that ≈85% of the patients survive more than a year after the transplant. However,
there is currently a huge shortfall in the number of donor hearts available compared
to those required. With the donor hearts supplying less than 2% of the demand, a
large number of patients waiting for a heart transplant will not survive until they
receive a donor heart [127]. Heart transplants are normally suggested only when
absolutely necessary and as a last option. The surgery is a significantly prolonged
and invasive surgery and therefore the patients on the heart transplant waiting list
must not have any medical conditions that would prevent a successful surgery and
recovery and there must be a good chance of long term transplant success. During
the surgery, most of the heart is removed and the donor heart is inserted and at-
tached to the major vessels.
Mechanical Circulatory Support Devices
The shortage of donor hearts has led to the development of mechanical circulatory
support devices. The inlet and outlet of most of these pumps are designed to be
anastomosed in the apex of the ventricles and the aorta respectively, and these
devices are called Ventricular Assist Devices (VAD). Such devices are designed for
implantation adjacent to the heart and act as pumps to help blood flow around
the body, in a manner that some or all of the pumping function is provided by the
VAD. The other major type of MCS devices are total artificial hearts (TAH). These
devices replace the native heart and consist of two blood pumps as the left and right
ventricles.
1.3 Mechanical Circulatory Support
MCS devices can be employed to provide circulatory support for patients and bridge
them to a heart transplant, to recovery, or as a destination alternative as well as
restoring the healthy level of physiological conditions for patients with cardiac dys-
function. Such devices offer an alternative to heart transplant and allow patients
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on the waiting list to relocate from intensive care units to general wards, or leave
the hospital altogether [137]. MCS device implantation can be classified into three
categories based on their application.
Bridge to Transplantation
Due to the shortage of donor hearts, the application of MCS devices as a bridge
to transplant has been increasingly important in recent years [109]. Studies have
reported [1] a 90% survival rate after the heart transplant in patients who were sup-
ported with an MCS device during the waiting period. Before this stage, between
30% to 40% of the waiting list patients die during the cardiac support. Therefore,
54-63% of the patients on MCS support as a bridge to transplant, survive after the
heart transplant. A previous study [90] suggests that this percentage could be much
lower without the mechanical support before the transplant.
Bridge to Recovery
Studies have reported cases of CHF patients recovering normal cardiac function af-
ter one year post-implantation [90]. MCS devices provide circulatory support as a
bridge to recovery and help the patient to regain cardiac function during this sup-
port by reducing the workload of the left ventricle. The device can be removed after
this period without the need of heart transplant.
Bridge to Destination
The application of MCS devices as bridge to destination is the only alternative
solution for patients with chronic irreversible heart failure [50]. Patients who are not
able to find a donor heart can have improved life expectancy and quality of life after a
permanent implantation of an MCS device. The MCS device for this purpose should
meet three main requirements; long term safety, durability and efficiency. The new
generation of MCS devices are reliable for this prolonged application due to their
simplicity, efficiency and small size. This application has decreased morbidity and
mortality in patients over the past decades [40, 33, 143, 85, 78].
The classification of intracorporeal MCS devices, mechanisms and hæmodynamic
effects are shown in Table 1.1. TAHs and VADs from this table will be discussed in
more details.
1.3.1 Total Artificial Heart
In the 1960’s, several attempts and considerable efforts were made by several research
groups to design and develop total artificial hearts. In 1969 a TAH was implanted
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Table 1.1: Classification of intracorporeal devices, mechanisms, effects and common indications.








delivering to the aorta.
















in a heart failure patient for the first time [14]. The device was used as a bridge to
transplant and performed well for 64 days before the surgery.
Figure 1.3: Total Artificial Heart and its transplant steps, figure courtesy of Syncardia.
A TAH consists of two blood pumps (Figure 1.3) that replace for left and right ven-
tricular function. Older devices are mainly pneumatically actuated and are normally
large in size, heavy and inefficient. Examples include the Jarvik 7 and SynCardia
devices [14, 117, 32]. The newer devices are electrically actuated, smaller and more
efficient than the older versions, such as AbioCor device [32].
However, a major problem with these devices is blood complications after the
surgery, such as blood clotting, valve failure and bleeding, due to the complex-
ity and severity of the surgery. Many researchers and cardiologists are still pursuing
the design and development of smaller and more efficient TAHs.
1.3.2 Ventricular Assist Devices
The other type of intra-corporeal MCS devices are VADs. VADs are used to par-
tially or completely replace a failing ventricle. The failing ventricle can be the right,
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left or both ventricles. VADs do not replace the native heart and therefore are
the only devices with capability of performing as bridge to recovery, transplant and
destination altogether. VADs can be categorized based on their type of assistance,
configuration or dynamic motion. Figure 1.4 shows a tree diagram showing the dif-









Figure 1.4: Classifications of VADs.
Assistance
Based on the severity and type of heart failure, VADs are implanted to support
either left (LVAD), right (RVAD) or both (BiVAD) ventricles:
- Left Ventricular Assist Device (LVAD):
LVADs are designed and implanted to support the left ventricle. The device receives
the blood from the left atrium (atrial cannulation) or the apex of the left ventricle
(apical cannulation) and deliveres it to the ascending aorta. The atrial cannulation
has fewer complications for the native heart, but the VAD in apical cannulation
performs better in unloading.
- Right Ventricular Assist Device (RVAD):
In this case, RVAD is designed and implanted to receive blood from the right atrium
and deliver it to the pulmonary artery.
- BiVentricular Assist Device (BiVAD):
BiVADS combine the function of LVADs and RVADs in a single device. BiVADs
assist the heart failure patients by withdrawing blood from the left ventricle and
the right atrium and deliver it to the ascending aorta and the pulmonary artery
respectively. Figure 1.5 shows the schematic of the LVAD and RVAD in the heart.
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Figure 1.5: Schematic of LVAD (left) and RVAD (right) in the cardiovascular system [67].
Abbreviations: Ao, aorta; PA, pulmonary artery; RA, right atrium; LV, left ventricle.
Configuration and Implantation Technique
There are two methods for the surgical deployment of VADs into the cardiovascular
system; median sternotomy and left thoracotomy. In median sternotomy method,
the patients sternum is cracked and the VAD is installed next to the native heart.
In the left thoracotomy method, VAD is installed through an incision in the left
thoracotomy. Although in the left thoracotomy method the sternum is not cracked,
however both methods have substantially invasive surgeries and require cardiopul-
monary bypass (CPB) during the operation. Previous studies have reported [60]
cases of infection, bleeding and other blood complications after these long and inva-
sive surgeries. In recent years, there has been an increasing amount of research into
developing less invasive techniques.
VADs are categorised based on their configuration into in-series and in-parallel con-
figurations. Based on numerical and experimental results, MCS devices are required
to produce different performance characteristics based on their configuration and
implantation technique. For instance, the device should produce less pressure in-
series than required in-parallel configuration, as a portion of this pressure rise is
supplied by the native heart [104, 113, 103], therefore the design technique should
be applicable to different performance requirements.
- In-Parallel Configuration
In this configuration, the device is placed between the left ventricle and the ascend-
ing or descending aorta. Based on the outlet of the pump, this configuration is
categorised into two types.
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From Left Ventricle to Ascending Aorta (LV-AAo):
In this method the device is placed between the apex of the left ventricle and the
ascending aorta in a parallel configuration with the native heart via a sternotomy
surgery. In-parallel LV-AAo generally improves cardiac output significantly [64, 74,
111]. However, a major problem with this configuration is the considerable post-
operative complications due to the prolonged surgery and the use of CPB during the
operation. Studies have reported the dysfunction of the ventricle, end-organ injury
and internal bleeding in patients after this surgery [111]. The HVAD® pump made
by HeartWare is placed in an in-parallel LV-AAo configuration as shown in Figure
1.6.
Figure 1.6: HVAD® in LV-AAo configuration [116].
From Left Ventricle to Descending Aorta (LV-DAo):
The left thoracotomy surgery technique is preferred to the median sternotomy tech-
nique and the VADs used in this method are smaller, lighter and have lower energy
consumption compared to other generations. In general, this surgery requires the
devices to be smaller, as the incision is smaller. In this technique, the VAD is
installed through an incision into the left thorax. The inflow and outflow grafts
are sewn into the apex of the LV and the descending aorta (DAo) respectively.
The device is adjacent to the left atrium, in-parallel configuration with the native
heart [53, 111, 49, 93]. This surgery is less likely to need CPB during the opera-
tion [111]. The Jarvik pump is shown in Figure 1.7 in the LV-DAo configuration.
The advantage of LV-DAo method compared to LV-AAo is the shorter operation
and therefore, a lower probability of post-operative complications. The disadvantage
of this method is the reduction in perfusion to the aortic arch due to the connection
between the outlet graft and the descending aorta. This leads to hæmodynamic
inefficiency of the device in higher support levels and eventually causes aortic valve
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Figure 1.7: Jarvik pump in LV-DAo configuration [40].
stenosis [106, 60, 93, 13].
- In-Series Configuration
VADs operating in in-series configuration with the native heart pump the blood di-
rectly from the ascending to the descending aorta. The reduced pressure upstream
of the device reduces the after-load pressure on the LV to facilitate cardiac out-
put [105]. A number of researchers have reported [116, 106, 99, 100, 118] a lower
probability of post-operative complications and less invasive surgeries with VADs in
the descending aorta.
The 10F-Reitan catheter pump, shown in Figure 1.8, consists of two folding vanes
placed in a double umbrella casing. The pump operates with a DC motor via a
flexible wire shaft covered by a catheter. The pump is implanted in-series with
the native heart in the descending aorta via an incision through the femoral artery.
Once the pump system is at the right place in the descending aorta, the cage and
the vanes are unfolded. The Reitan pump produces ≈25 mmHg pressure rise while
rotating at 14k rpm [99].
Figure 1.8: 10-F Reitan Catheter Pump, figure courtesy of Cardiobridge.
CHAPTER 1. INTRODUCTION 31
Dynamic Motion
VADs can be also categorised based on their dynamic motion or the flow type.
Pulsatile flow is produced by pulsatile (displacement) VADs and continuous flow is
produced by rotary VADs.
- Pulsatile VADs
In displacement pumps, pulsatile flow is created due to the periodic change of the
pumps working volume. Pulsatile pumps are considered to be the first generation
of VADs and can mimic the patient’s left ventricle.The first pulsatile VAD was
implanted in a patient in LV-DAo configuration [73]. The advantage of using these
pumps is the direct relationship between outlet flow, stroke volume and the pumping
frequency, resulting in a precise flow control under various conditions. The pump
consists of a flexible pneumatically or electrically actuated diaphragm to produce
the pulsatile flow and two valves to prevent the back-flow. Examples for pulsatile
VADs are: BVS 5000 VAD - by Abiomed Inc. (extracorporeal) [108], Thoratec
IVAD - by Thoratec Corporation. (extracorporeal) [35], Novacor LVA System - by
World Heart Inc. (intracorporeal) [34] and LionHeart VAD - by Arrow International
Inc.(totally implantable) [82]. Thoratec IVAD provides support to the left, right, or
both ventricles and is shown as an example in Figure 1.9 used as a BiVAD.
Figure 1.9: Thoratec IVAD supporting left and right ventricle, figure courtesy of Thoratec Corp.
Pulsatile flow has many advantages over a continuous flow. Pulsatile flow improves
the micro-circulation in diseased cells and helps restore cardiac function. It also
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oxygenates the kidneys and the livers [105, 62, 145, 112]. However, the large size,
heavy weight and loud noise of the pulsatile devices led to the development of the
next generation of VADs.
- Rotary VADs
Unlike the pulsatile pumps, which are suitable for low flow rate and high pressure
rise, rotary flow VADs tend to provide larger volume flow rate and lower pressure
rise. The disadvantages of pulsatile devices encouraged researchers to develop VADs
with higher efficiency, smaller size, lighter and with fewer moving elements. Rotary
blood pumps are the second and third generations of the VADs based on their
bearing system. Each generation consists of axial or centrifugal pumps. Rotary
axial or centrifugal pumps supported by pivot bearings are classified as the second
generation VADs. The contact bearings in this generation devices resulted in higher
risk of blood complications and led to the development of a third generation with
contactless impeller suspension by hydrodynamic or magnetic means. The lack
of mechanical contact results in a lower component wear and higher durability is
reported for such devices compared to the second generation VADs [131].
1.4 Axial VADs
Axial flow pumps are employed to generate a low pressure gradient at high volume
flow rate conditions. Axial pumps are smaller than pulsatile and centrifugal devices,
which leads to less invasive surgery and lower risk of post-operative infections. The
DeBakey axial VAD is shown in Figure 1.10 as an example of these devices. The
pump consists of an impeller made of titanium rotating inside a cylindrical housing,
a flow straightener at the upstream and a set of vanes at the downstream to act as a
diffuser. Small magnets are embedded inside the impeller vanes to interact with the
brushless magnet around the housing. The impeller is driven by the magnetic field
between the vanes and the housing and blood flows inside the device. The diffuser
converts the kinetic energy of the fluid to static pressure by converting the swirl
velocity of the blood into axial velocity. The impeller’s rotational speed is 8-12k
rpm and the pump produces 3-6 L/min flow rate [53].
Devices such as Jarvik 2000 [78], HeartMate II [50] (shown in Figure 1.11) and
Micromed [52], employ contact bearings to hold the impeller in place, resulting in
a higher risk of blood complications. The third generation devices were developed
using magnetic or hydrodynamic bearings to levitate the impeller in place. Devices
such as Incore1 significantly avoids the friction force between the impeller and the
housing by having a magnetically levitated impeller [53].
CHAPTER 1. INTRODUCTION 33
Figure 1.10: DebKey VAD, figure courtesy of USC.
Figure 1.11: HeartMate II LVAD, figure courtesy of Thoratec Corp.
1.5 Centrifugal VADs
Centrifugal pumps have been used for CPB during surgeries since 1980 and the
first implantable centrifugal blood pump was implanted in a patient as a bridge to
transplant in 1985 [47].
Centrifugal pumps are used to produce pressure rather than flow rate and convert
the axial velocity into radial due to the inlet and outlet flow being perpendicular.
One of the most important advantages of centrifugal heart assist devices over axial
flow pumps is that centrifugal pumps run at significantly lower rotational speeds
(2-6k rpm compared to 3-25k for axial pumps [106]), and are therefore less likely
to cause blood complications, making them a good option for long term support
as a bridge to destination. The lower rpm in these pumps results in lower shear
stress between the components and therefore minimal physiological consequences.
However, centrifugal pumps are normally larger than axial pumps, leading to a
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more invasive implantation surgery and increasing the chance of organ infections,
neurological damages and cancer after the surgery [55]. HeartMate III is a long-term
compact centrifugal LVAD by Thoratec and is shown in Figure 1.12.
Figure 1.12: HeartMate III LVAD, figure courtesy of Thoratec Corp.
1.6 Axial vs. Centrifugal MCS Devices
Due to the different characteristics of centrifugal and axial pumps, these devices
have different advantages and disadvantages compared to each other. Centrifu-
gal pumps have higher efficiency and lower cost due to mechanical simplicity and
lower probability of blood complications due to fewer moving elements and lack of
valves [92, 88, 141, 129, 131]. Axial pumps need higher rotational speeds in order
to produce the same pressure rise. The lower operating rotational speeds of cen-
trifugal pumps compared to axial pumps results in longer bearing life, and lack of
straightener and diffuser blades reduces the risk of thrombosis formation [156]. In
older generations of centrifugal VADs, high friction in the bearing and seal gener-
ates heat and leads to the irreversible denaturation of protein in blood [4, 157]. Due
to lack of valves, the retrograde of blood into the heart results in morbidity. In a
previous study [146], the effect of a pump failure on the hæmodynamic condition
was investigated by a mathematical model of the cardiovascular system. The results
showed an increase in aortic flow in order to compensate for the blood retrograde.
This increase was managed by an expansion in stroke volume and self-contraction
to maintain perfusion and arterial pressure.
Table 1.2 presents the specifications of the commercially available heart assist de-
vices.
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1.7 Impeller Support and Rotation
The simplest way to support and rotate an impeller is via a shaft, bearing and seal
system [7, 6]. One major problem with this method is the seals being subjected to
failure and creating a zone of heat generation and blood clotting. Therefore there
was need for a new system to drive the impeller. In the past decades, a number of re-
searchers have proposed new methods of impeller support such as a purged ball bear-
ing system [114], a bearing/seal system [80] and a mono-pivot bearing [155]. How-
ever, to date, magnetically and hydrodynamically levitated impellers have shown
the best outcome in impeller support and rotation [81]. In blood immersed bearing
system, the bearing is surface lubricated with blood and the ball bearings have rub-
bing contact. In hydrodynamic systems, a thin layer of fluid film is placed between
the impeller and housing and provides support with no rubbing contact. In this
system, the bearing clearance is the most important aspect as it may cause high
shear stress and therefore damage to the blood cells [147, 132, 133, 148, 79, 7, 6].
In magnetic bearing systems, a magnetic field in the casing supports the levitating
impeller which has small magnets embedded [79].
1.8 VAD Complications and Considerations
The design of implantable devices, such as VADs, is associated with many consid-
erations due to the effect of the device on the body and vice versa. There will
be some physiological variations in the blood circulation leading to further blood
complications such as hæmolysis, thrombosis and infection [85]. The device should
be efficient with low power consumption (<10W) in order to have smaller batteries
and generate low heat for device to tissue interface (<42°C) [90]. The device should
to be designed to generate a straight flow path with minimal deviations in order to
avoid hæmolysis and thrombosis. Some of the most important complications and
considerations of VADs are discussed in this section.
1.8.1 Thrombosis and Embolism
Thrombosis is the human body’s mechanism to prevent blood loss when the skin is
broken. The blood will form a clot or thrombus in areas of stagnation on rough sur-
faces. This phenomenon can be fatal if the formed clot becomes dislodged and trans-
ported to a smaller vessel, blocking the blood supply, called an embolus. Thrombosis
depends on the properties of the contact surface [94]. The gap between the rotor
and housing, underneath the impeller, is a potential area for irregular flow pattern
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due to the retrograde of the blood [83, 89]. Thrombus can also occur due to genetic,
hæmodynamic and dietary factors and subsequent inflammatory conditions in the
vessels [42].
The endothelial cells of the arteries conceal certain chemical substances that pre-
vent the formation of clots on their inner walls. Artificial materials used in VADs or
other MCS devices lack this ability and thrombosis may happen when these devices
expose to blood. Biocompatible materials or use of anticoagulants (e.g. Heparin)
may decrease the chance of thrombosis [65, 121, 122, 123]. The formation of a clot
in the VAD may disrupt the VAD’s function. The clot can also circulate as a free
clot and block smaller veins and vessels in vital organs [18].
Thrombosis is more likely to occur in turbulent flow. Pulsatile VADs are more likely
to form clots due to their inherent dynamic motion and subsequent turbulent flow.
This thrombus may gradually develop and affect the inlet and outlet valves [8]. The
formation of a turbulent flow in rotary VADs (centrifugal and axial) depends on
the geometry of the impeller and casing and the operating conditions. Figure 1.13
shows a thrombus formation on an axial VAD impeller.
Figure 1.13: Thrombus formed on an axial impeller, figure courtesy of Thomas Jefferson
University Hospital.
1.8.2 Bleeding
Bleeding complications are normally due to long and invasive implantation surgeries
in older patients. In some cases the use of anticoagulants during the surgery may
cause post-operative bleeding. Anticoagulants are used to avoid thrombosis and
therefore prevent blood clotting, but this leads to more bleeding. The short term
solution to bleeding is choosing the right type of coagulation protocol that results in
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minimal bleeding. The long term solution is to develop new implantation techniques
that are less invasive and reduce the surgery time [26].
1.8.3 Infection
There are two major reasons for infection after VAD implantation surgery; VAD
pocket infection and VAD drive-line infection. In general, implanting a large device
into the body involves an extremely invasive tissue dissection surgery and subse-
quent infections. Smaller VADs and new implantation techniques with less invasive
surgeries have been areas of interest for researchers in the past decades to overcome
this problem. The VAD drive-line infection is due to the skin perforation which can
be avoided by Transcutaneous Energy Transmission, which eliminates the need for
a drive-line [26].
1.8.4 Mechanical Failure
The probability of mechanical failure is another risk factor that needs to be consid-
ered in the design and development process. The operational lifetime of the device
depends on the components and their durability. The moving elements are subjected
to stress, strain and fatigue. Motor and bearing failures are the most common tech-
nical complications of a VAD. Pulsatile devices with diaphragms are larger in size
and have high mechanical wear and tear in their valves which leads to a short oper-
ational lifetime (<3 years) in adult patients (>40 kg) [110, 23]. Another source of
mechanical failure is inlet graft blockage that can occur in dehydrated patients after
the surgery. This is due to the absence of blood inside the left ventricle during the
surgery and therefore, myocardial tissue is accumulated [48].
1.8.5 Hæmolysis
Hæmolysis is the breakdown or destruction of red blood cells (RBC) and consequent
release of contained oxygen-carrying pigment hemoglobin into the bloodstream. Hæ-
molysis results from shear rates higher than 42,000/s [70]. Such shear rates are
unphysiological but commonly occur in MCS devices. The release of hemoglobin
into the bloodstream may activate platelets and lead to blood clots and continuous
damage to the red blood cells will affect the blood’s ability to transport oxygen.
The intensity of the damage depends on the magnitude of the shear stress and cell
residence time [95, 44]. A large and growing body of literature has investigated the
evaluation of hæmolysis and its correlation with shear force and exposure time, as
well as a threshold value for maximum allowable shear stress.
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The available centrifugal blood pumps normally have a shear stress of 20-100 Pa
with 1 s exposure time. This value is higher for axial pumps (≈400 Pa) with lower
exposure time (≈100 ms) due to higher rotational speeds [101]. In 1969, a value of
150 Pa for shear stress was established as the start of hæmolysis [86]. The majority
of RBCs were ruptured at the shear stress values >300 Pa and no significant damage
was noticed at values lower than 100 Pa. In another study [95] the threshold value
of 425 Pa and 0.62 s exposure time was concluded for a Couette shearing device
within the range 30-450 Pa and 0.025-1.25 s exposure time.
There are two major models for hæmolysis evaluation. Strain based models and
power law models [135, 160, 54]. In the strain based model, the deformation of
red blood cells and the corresponding strain of the cell membrane are modeled and
the released hemoglobin is calculated [135, 39]. The power law model is based on
empirical observations. A power law equation is a functional relationship between
some quantities, where a relative change in one results in a proportional relative
change in others, independent of the initial size of the quantities. Under a constant
uniform shear stress, the increase in plasma free hemoglobin is a power law function
of two other quantities, shear stress and exposure time.
The power law model is the most popular of the two approaches due to its easy
implementation [135, 39]. The first power law model for hæmolysis evaluation was
introduced by Giersiepen in 1990. He conducted in-vitro investigations on a Couette
device with shear stress <255 Pa and exposure time <0.7 s and proposed a power








Hb The total hemoglobin concentration
∆freeHb The increase in plasma free hemoglobin
τ The shear stress
texp The exposure time.
The terms α, β and C are constants based on experimental data. Many researchers [44,
160, 54] have conducted experiments using the power law equation and determined
the constants based on their results. Most of the published studies related to numer-
ical estimation of hæmolysis are based on the power law and the constants proposed
by Giersiepen [44].
A previous study [152] investigated the different conditions and phenomenons, which
lead to hæmolysis, thrombus formation and platelet activation and found the fol-
lowing risk factors: cavitation, high and very low shear stress zones, flow separation,
surfaces with irregularities like sharp edges or high roughness, narrow passages or
gaps, recirculation zones and blood pooling due to flow stagnation.
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1.8.6 Heat Generation
Temperatures higher than 44°C lead to the denaturation of proteins in the blood [139].
This excessive heat may be generated due to the electrical power supply or due to
friction between the moving elements of the device. An in-vitro heat generation
study [134] on a polycarbonate and an aluminum motor housing showed an effec-
tive path for heat distribution from the motor unit to the blood circulation in the
aluminum unit. Using aluminum showed a maximum heat flux of 620 W /m2. In an-
other study [157], a purged fluid system was used to keep the temperature below 40
°C. The device operated at 2500 rpm, delivering 7 L/min and producing a pressure
rise of 100 mmHg. The power consumption was reported at 9W.
1.8.7 Size
The size of the VAD is another important consideration in the design process. The
first generation of devices were relatively larger and mainly for male adults. The
subsequent generations are smaller rotary pumps and therefore, more suitable for
patients of all size and age. A designer should consider the size of the device so
that the VAD fits in the available space in the patients’ abdomen or minimizes the
required portal that must be created by the surgeon. The device should also suit
smaller patients such as children.
1.8.8 Physiological Conditions
The physiological control of a VAD is extremely important due to the patients change
of physical activity. Different levels of physical exertion require different flow rates,
and so different work by the heart or VAD. Previous studies have proposed different
control systems to adjust pump activity to return the perfusion, mean arterial and
end diastolic pressures back to the normal range during physical activity. A con-
trol algorithm proposed by one research group [153] uses motor signals as feedback
to control the pressure rise across the VAD. The algorithm set a safe zone of end
diastolic pressure to prevent pulmonary congestion and suction in the ventricles (-
3<P<15 mmHg).
A sudden change in the outlet flow of a pump causes negative inlet flow pressure and
subsequent suction in the atrial or ventricular walls, especially in the left ventricle.
Another study [91] attempted to control the outlet flow of two centrifugal pumps
performing as a TAH. One simple way to control the change in the outlet flow is to
reduce the rotational speed of the pump for lower flow rate, however, this method
only applies to LVADs and not TAHs. In LVADs, the native ventricles can assist a
limited flow, whereas in TAHs, the body is exclusively relying on the device for flow
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and pressure rise and reducing the rotational speed leads to a very low perfusion.
The study proposed an alternative solution to this problem by controlling the outlet
flow of the right pump in order to maintain a satisfactory volume flow. In this mech-
anism, any reduction in the outlet flow is compensated by a rise in the right pump
outlet flow. The problem with this method is the delay between the right pump
and the left atrium which results in undesirable right pump outlet flow leading to
the right atrial suction. Pulmonary circuit dynamics may be used to overcome this
problem.
1.9 Similarity Concept
Fluid dynamic similarity considerations [12] are a convenient tool to aid in the de-
sign of turbomachines. They help designers to reach a ”preliminary design” for
given performance specifications. The principle of this concept is that machines
which satisfy four conditions will have equal fluid dynamic characteristics, that is,
will have equal efficiencies. The four conditions are:
(1) The machines are geometrically similar;
(2) The machines have similar velocity triangles at similar points in the flow path;
(3) The machines have the same ratio of gravitational to inertia forces acting in the
flow path; and
(4) The machines operate with fluids that have the same thermodynamic quality in
their properties,
The formal derivation of this concept is based on considering that any physical
quantity Q1 is interrelated to other physical quantities related to significant variables
of the turbomachine, Q2 to Qn by
Q1 = f1(Q2,Q3,Q4, ...,Qn) (1.2)
For example, Q1 can be the efficiency of a turbomachine. Since this equation must be
dimensionally homogeneous each Qi term must be of the same dimension, or the Qi
terms must be transformed into dimensionless form using the primary dimensions:
length [L] in meters; time [T] in seconds; and either mass [M] in kilograms or force
[F] in Newtons. Since there are three primary dimensions the n quantities Qi must
be transformed into n − 3 dimensionless πi quantities (non-dimensional parameter
groupings, or similarity parameters).
π1 = f2(π2, π3, π4, ..., πn−3) (1.3)
This is known as the Buckingham π theorem [21, 22], where each π and the resulting
product must become dimensionless when each Q term is expressed in the primary
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dimensions. This argument can be used to determine the number of π terms, or
parameter groupings needed to determine a physical process. Nine independent
variables can be defined for turbomachines so six independent dimensionless simi-
larity parameters can be formulated. These are: efficiency; Reynolds number; Mach
number; ratio of specific heats; specific speed and specific diameter. Tables 1.3 and
1.4 show these variables and dimensionless parameters.
Table 1.3: Basic Dimensions [12].
Symbol Dimension Parameter
N T −1 Speed
D L Diameter
Q L3T −1 Volume Flow
ρ ML−3 Density
H L2T −2 Head
µ ML−1T −1 Viscosity
P ML2T −3 Power
e ML−1T −2 Compressibility
k - Ratio of Specific Heats
Table 1.4: Nondimensional parameters for pumps.
Symbol Parameter Equation










Re Reynolds Number ρCD/µ
M Mach Number C/
√
kRTst
k Ratio of Specific Heats Cp/Cv
η Efficiency ideal power/actual power





where ∆p is the pressure difference between inlet and outlet of the pump.
Different types of efficiency can be defined for pumps and compressors: isentropic,
polytropic, isothermal (depending on the ideal process), stagnation-to-stagnation,
stagnation-to-static and fluid or shaft, based on whether the bearing and disk fric-
tion losses are accounted for in the definition.
For the purposes of this work, the author will use isentropic stagnation to stagnation
efficiency definitions, and will only consider the energy rate delivered to the fluid.
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The Reynolds number, Re, is a characteristic dimensionless number which compares








where µ and ν are dynamic (Pa.s) and kinematic viscosity (m2/s) of the fluid re-
spectively, C is the velocity of the fluid (m/s), ρ is the density of the working fluid
(kg/m3) and D is the hydraulic diameter (m).
Specific diameter and specific speed are characteristic dimensionless numbers indica-
tive of the rotor diameter and rotational speed respectively.























Where Ns is the rotor speed (rad/s), Q is the volumetric flow rate (m3/s), ∆p is
the pressure difference (N/m2) from inlet to outlet of the pump and φ and ψ are
the flow and head (pressure) coefficients. The specific speed and specific diameter
terms can be interrelated with other commonly used characteristic values, such as
the head and flow coefficients. The head coefficient ψ is a characteristic coefficient
indicative of the operating behaviour and it characterises the head of the pump and












Since pumps of similar design geometry having the same specific speed and specific
diameter values are similar in flow mechanism, it follows that they have equal effi-
ciencies, as long as Re and Mach number effects are neglected.
Although all six groupings are truly dimensionless, they are frequently quoted, for
convenience in different dimensional forms as described in Table 1.5.
1.9.1 Derivation of Specific Speed and Specific Diameter
The equations for specific speed and specific diameter can be derived by investigating
the relationship between the pump outlet flow, the adiabatic head, and the rotor
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The flow rate passing through the pump, Q, is proportional to the characteristic
velocity, c, and the throughflow area, A. The area is proportional to the square of
the rotor diameter, D2, and the characteristic velocity is proportional to the rotor tip
speed, U2, which itself is proportional to the product of the diameter and rotational
speed, ND.
Q∝ cA∝ CD2 ∝ U2D
2 ∝ ND3 (1.10)
The adiabatic head, Had is proportional to the square of the tip speed or the char-
acteristic velocity, c2 or U22 and therefore proportional to the product of the square
of the rotational speed and the diameter, N2D2.
H ∝ c2 ∝ U22 ∝ N
2D2 (1.11)
Comparing the flow rate and head of the pump to that of a standard pump (subscript















Solving equations 1.12 and 1.13 for the rotor diameter, D, and assuming that the















Solving the two equations for the rotational speed, N , assuming that the head and
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1.10 ns − ds diagrams
It is a widely held view that the performance of a pump depends to a large extent
on the compromises that the designer makes between producibility, cost, rugged-
ness, etc., and on the state of the art. Typical commercial pumps are likely to be
designed in order to have long life, low manufacturing and maintenance costs and
therefore perform with lower efficiencies and usually can be designed with relatively
short development times.
Cordier [28] collected experimental data of different turbomachines and intended
to correlate the data using nondimensional characteristics of the machines, specific
speed and specific diameter. The Cordier diagram is an empirical diagram based
on experimental measurements. The measured data are plotted as data points on
a graph with specific speed as x-axis and specific diameter as y-axis. By relating
the efficiency of the machines to their specific characteristics, Cordier was able to
show that the data points could be fitted into curves based on their efficiency range.
The graph was introduced as a practical guideline for the preliminary selection of
turbomachines.
Although these diagrams were first demonstrated experimentally by Cordier and
therefore were named after him, later in the 1980’s, Balje [12] further developed the
graph by collecting extensive experimental data from turbomachine designers and
manufacturers. He published various ns − ds graphs for different types of turboma-
chines including single stage turbines, pumps, expanders and compressors. For the
convenience of the application, he made a distinction between the working fluids
(gas or liquid) as well as the subcategory of each type of turbomachine. Figure
1.14 shows the Balje ns − ds graph for pumps. Different regions of the graph show
the nondimensional data of different pump types including axial, centrifugal, mixed-
flow, partial emission and drag pumps.
In this diagram, Balje has assumed a higher peripheral Reynolds number (Re = 108)
than for compressors. Comparing the ns −ds graph for pumps and compressors also
shows a higher efficiency potential for pumps.
1.10.1 Why are conventional pump design methods not suit-
able for MCS devices?
The application of centrifugal and axial pumps as VADs imposes limitations on the
design process of the impellers. A considerable amount of literature has been pub-
lished on pump characteristics for MCS devices. A common pump design method is
to rely on the performance of other previously designed pumps (industrial pumps) of
known performance using the concepts of fluid dynamic similarity (affinity law) [66].
However, one major theoretical issue that has dominated the field for many years
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Figure 1.14: ns − ds diagram for pumps [12].
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concerns the third condition of the similitude:
Two machines have equal fluid dynamic characteristics if they have the same ratio
of gravitational to inertia forces acting in the flow path (Reynolds number, Re).
Industrial pumps operate in Reynolds number region of Re = 108, whereas centrifu-
gal and axial pumps in heart assist devices operate in Re = 105 −106. The difference
between the flow fields of industrial and medical pumps means that the similarity
laws do not apply between Balje’s diagrams and MCS devices. There has been in-
sufficient quantitative analysis of centrifugal and axial pumps in this characteristic
range to create a Cordier diagram for these devices.
Smith [119] collected nondimendional data of 37 rotary dynamic blood pumps con-
taining axial, mixed flow, and radial pumps with different number of blades, split-
ters, and shroud configurations and different types of discharge. The nondimensional
data points are plotted on a Cordier diagram. From these data, a pump designer
can make a first estimate at the size, speed, and performance of a blood pump. The
study is a pioneering work, based on reliable experimental data, but has insufficient
data for a broad range of pump types.
1.11 Thesis and Substantiation
The goal of this body of work is to combine theories, numerical simulations and ex-
perimental results with a nondimensional approach for extensive number of pumps,
to enable preliminary design of centrifugal and axial pumps for MCS devices. As
laid out in the preceding sections, blood pump design theory has been explored
mainly in a conventional manner and many sources of rich nondimensional data
have been untapped to such ends. Therefore, the thesis of this dissertation is that
a nondimensional and parametric approach can advance our understanding of the
parametric effect on the performance and hemocompatibility of small sized pumps
for MCS devices.
The substantiation of this thesis will be incremental - starting with the exploration
of conventional pump design methods. This will be followed by an expansion to
similarity considerations and its limitations with the goal of understanding the ef-
fect of Reynolds number in the design and performance of small sized and industrial
pumps. As a demonstration of the numerical simulations, we will also discuss a nu-
merical comparison model where novel insights will be shown in the interconnection
between geometric parameters and the hemocompatibility of a device. Ultimately,
this dissertation will present multiple threads of experimental analysis evaluating
the benefit of nondimensional modelling and analysis in comparison with current
research and traditional pump design models.
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1.12 Statement of Novelty
This dissertation makes several novel contributions. The novelty of this work origi-
nates from research into the effects of different design parameters on the performance
and hemocompatibility of small pumps for use in MCS (Mechanical Circulatory
Support) devices and particularly VADs (Ventricular Assist Devices). Although a
growing body of literature has investigated the performance of small sized pumps
for this application, in-silico and in-vitro investigations on a large number of axial
and centrifugal pumps are conducted herein with a nondimensional approach, and
the effect of different design parameters on the performance and hemocompatibility
of the device is studied for the first time in this thesis.
The specific novelty claims in this study are as follows:
 In-silico and in-vitro investigations were conducted on pumps with similar
characteristics to thoroughly investigate the effect of each design parameter
(blade outlet angle, number of vanes, diameter, outlet width and rotational
speed) on the performance and hemocompatibility of an MCS device.
 In-vitro investigations were conducted for over 150 impellers (centrifugal and
axial) and the head-flow characteristics, specific speed, specific diameter, effi-
ciency, head and flow coefficients data were measured, calculated and collected
in relevant diagrams.
 A nondimensional ns − ds diagram for 88 small sized centrifugal impellers,
performing in low Reynolds number region of 105, was produced for the first
time in this thesis.
 A nondimensional ns−ds diagram for 62 small sized axial impellers, performing
in low Reynolds number region of 106, was produced for the first time in this
thesis.
 The diagrams were combined in one ns − ds graph, similar to that of Balje for
industrial pumps, to enable preliminary nondimensional design of blood pump
sized impellers suitable for VADs and MCS devices.
1.13 Chapter Outline
In this dissertation, a review of literature relating to heart failure and the available
treatments is provided to outline the necessity of the current research and identify
areas for further investigations. A history of different categories of MCS devices and
their design complications and considerations is presented in chapter 1, while the
contributions made in this dissertation are detailed in the following chapters:
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 Chapter 2: Centrifugal and Axial Pumps As MCS Devices: This
chapter starts with defining the terms and parameters used in the design of a
centrifugal pump, followed by the parameter selection and justification for this
purpose and tables are presented for the design details and specifications of
the pumps. The conventional pump design methods are described under the
light of literature. The theoretical and experimental methods of force analysis
are presented. The terminology of axial pumps is then introduced in a similar
fashion to the preceding sections.
 Chapter 3: Numerical Methods: In this chapter, the numerical approach
is outlined, starting from the CAD design of the impellers, followed by CFD
methods and results. The numerical simulations, the assumptions made and
their justifications are presented through cases shown in the literature or by
comparison. The numerical investigations are presented in a parameter based
approach to study the effect of design parameters on the performance, hemo-
compatibility and the force analysis of the pumps.
 Chapter 4: Experimental Techniques: In this chapter, the Impeller se-
lection based on the numerical results is presented and the design and devel-
opment of a single loop test rig is described. The experimental process and
measurement techniques are introduced, followed by the experimental results,
discussions and comparisons to the numerical outcomes. The chapter is con-
cluded with the presentation of two ns − ds diagrams for small centrifugal and
axial pumps suitable for MCS devices.
 Chapter 5: Axial Flow Vs. Centrifugal Flow VADs: This chapter is
a conclusive comparison between the two types of pumps investigated in this
dissertation. The chapter starts with the technological and clinical considera-
tions of axial and centrifugal pumps, followed by a comprehensive comparison
between a representative axial and a centrifugal pump, selected from this the-
sis. The chapter is concluded by the ns − ds diagram including both axial
and centrifugal pumps data points. The data points are then mapped into
the Balje’s diagram for industrial pumps to observe the effect of change in
Reynolds number on the location of the efficient pumps.
The final chapter in this dissertation, reflects on the findings and applications of
this work by outlining a summary of contributions and provides a vision for future
research.
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1.14 List of Publications
The work carried out during my Ph.D. has been published in several journal publi-
cations. These consist of my sole efforts and technical contributions but would not
have been possible without the support and guidance provided by my co-authors. I
would like to acknowledge the following collaborators who have generously provided
me with technical support and help described in this dissertation: [66] would have
not been possible without Gordon Paul’s expertise in electrical and electronics of ro-
tary blood pumps and Amin Rezaienia for sharing his numerical analysis skills with
me and helping me to thoroughly investigate the effect of geometry on the hæmoly-
sis in centrifugal blood pumps in [84].[66, 84] are a consequence of Prof. Theodosios
Korakianitis introducing me to the novel concept of nondimensional analysis of ro-
tary blood pumps and his expertise provided on the subject.
[66], [84] and the article under review are the direct outcome of this thesis. The de-
sign, optimization, numerical analysis, prototyping, experimental setup design and
in-vitro investigations are carried out by the author. The author has also contributed
to the design, development and parameter selection of a centrifugal impeller in a
rotary blood pump installed in the descending aorta in [102]. These publications
are listed next.
 [66] T. Korakianitis, M. A. Rezaienia, G. Paul, A. Rahideh, M. T. Rothman
and S. Mozafari.
Optimization of Centrifugal Pump Characteristic Dimensions for Mechanical
Circulatory Support Devices.
ASAIO Journal, Sep-Oct 2016; 62(5): 545-551
Contributions: Design and optimization, prototyping, experimental setup and
 [84] S. Mozafari, M. A. Rezaienia, G. Paul, M. T. Rothman, P. Wen and T.
Korakianitis.
The Effect of Geometry on the Efficiency and Hemolysis of Centrifugal Im-
plantable Blood Pumps.
ASAIO Journal, Jan-Feb 2017; 63(1): 53-59
 T. Korakianitis, M. A. Rezaienia, G. Paul, E. Avital, M. T. Rothman and S.
Mozafari.
Optimization of Axial Pump Characteristic Dimensions and Induced Hemol-
ysis for Mechanical Circulatory Support Devices.
Forthcoming/ Under Review for ASAIO Journal, December 2016.
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Other Publications:
 [102] M. A. Rezaienia, G. Paul, Eldad Avital, S. Mozafari, M. T. Rothman,
T. Korakianitis.
In-vitro investigation of the hemodynamic responses of the cerebral, coronary
and renal circulations with a rotary blood pump installed in the descending
aorta.
Journal of Medical Engineering & Physics, Feb 2017; 40: 2-10
Chapter 2
Centrifugal and Axial Pumps As
MCS Devices
This chapter starts with the terminology of centrifugal pumps followed by the con-
ventional design methods and their limitations for medical applications. The design
parameters are defined with reference to the published literature and their selection
or calculation process for this study is justified.
The terminology of axial pumps is then introduced. The design parameters are de-
scribed and their selection or calculation process for this application is discussed.
Due to several terms and methods being held in common in centrifugal and axial
pumps, these are not discussed to avoid repetition from the preceding sections.
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2.1 Centrifugal Pumps Terminology
Four important factors are identified for impeller design in VADs [97]: dimension
(pump type and size) and vane profile including the exit angle and the number
of blades. Another study [29] finds that the shroud configuration and the outlet
width are the most important parameters influencing the performance of the device.
The dimension is selected based on the the pump speed, pressure rise and flow rate
(specific speed) and leads to the pump type selection, Figure 2.1. Comparing the
normalised head and flow rate for similar sized axial and centrifugal pumps shows
that an axial impeller has to rotate ≈1.5 times faster than centrifugal impeller to
produce the same head and flow requirements [154].
Figure 2.1: Specific speed dictating the pump type, figure courtesy of the Hydraulic Institute
Standards book.
As mentioned in the previous chapter, hæmolysis is mostly influenced by the shear
stress induced at the impeller tip. Higher tip speed leads to higher shear stress and
the subsequent higher levels of hæmolysis. This implies that a centrifugal impeller
is a more suitable choice for a rotary blood pump because of its lower required
rotational speed. The design parameters, terms and their definitions are discussed
in the following section.
This section provides information about the design parameters, constraints and
characteristics of centrifugal pumps in this study and their selection.
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2.1.1 The Duty Frame
In turbomachinery, the term Duty Frame is usually used to address a group of
parameters including the volumetric flow rate, pressure rise and rotational speed of
a pump. Specifying the three parameters along with the rotor diameter is the first
step in a pump design.
2.1.2 Volumetric Flow Rate
The volume of flow that passes through the impeller is usually higher than the value
used in the calculation due to some of the flow leaking past the impeller back into
the inlet (secondary flow). There are several types of secondary flows in a pump
including inlet pre-rotation (swirl), tip clearance flow (gap leakage), flow separation
and, in MCS devices, flow in clearances between the impeller and casing which exists
to prevent stagnation.
The volumetric flow rate is a design constraint in this study and is defined in the
region of human cardiovascular system parameters corresponding to 3-7 L/min with
5 L/min at the design point.
2.1.3 Head Rise (Pressure Rise)
The head rise refers to the sum of the static head rise and velocity head rise. The
velocity head is found by the area of the aperture, for a constant volume flow rate.
In centrifugal pumps, smaller inlet area results in a larger inlet velocity head and
vice versa. The head rise is a design constraint in this study and is defined in the
region of human cardiovascular system parameters corresponding to 50-150 mmHg.
2.1.4 Rotational Speed
The rotational speed needs to be specified in the first step in order to draw the
velocity diagrams and derive other parameters. Normally in industrial pumps, the
rotational speeds at which the pump will operate are known and very few in number.
A few modes of low, normal and high are typical. In this study, the rotational speed
for each impeller was selected and changed manually until desirable combinations
of outlet width (4-8 mm) were achieved, and it was further changed in numerical
investigations to achieve a desirable pressure rise (within 50-150 mmHg).
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2.1.5 Density
The density of 1050 kg/m3 was defined, corresponding to that of human blood at
37°C.
2.1.6 Inlet Flow Angle
The inlet flow angle is denoted α and is the angle of the inlet flow at the impeller’s
leading edge, measured with respect to the tangential direction. When the flow
enters the pump from a plane pipe (the assumption for this study), this value is
assigned 90°.
2.1.7 Meridional Geometry
Centrifugal impellers rotate around an axis and therefore it is convenient to use a
cylindrical coordinate system. If the rotation axis is the z − axis, the impeller’s
r − z projection is called the meridional geometry of the impeller and is the most
convenient geometry to use while designing the blade profile. Figure 2.2 shows the
3D surface and the meridional profile projection.
Figure 2.2: The meridional profile [149].
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2.1.8 Meridional Velocity Ratio
This value is used to describe the linear velocity profile from the hub to the shroud
at the leading edge. A value lower than 1 shows a smaller meridional velocity at the
shroud than the hub, a value greater than 1 shows a larger meridional velocity at
the shroud and the ratio of 1 shows a uniform velocity distribution at the two ends.
Figure 2.3 shows the meridional velocity profile with a ratio greater than 1.
Figure 2.3: The meridional velocity profile, figure courtesy of ANSYS.
2.1.9 Efficiencies
The useful power delivered by a pump is always lower than the power applied to
it due to losses. The theoretical study of a pump efficiency and loss has up to
30% uncertainty [46]. The total loss in a pump consists of three main components;
hydraulic, mechanical and volumetric losses. Hydraulic losses have the largest influ-
ence on the total efficiency of a pump [128]. The volumetric losses indirectly affect
the head rise and therefore the total efficiency by reducing the delivered volumetric
flow rate. The mechanical losses do not affect the delivered head but contribute to
the total loss by increasing the input power needed at the shaft. Different efficiencies
based on three losses are explained here:
Mechanical Efficiency
The mechanical and viscous friction on the surface of the impeller (disk friction)
results in drag on the impeller and the loss generated by this drag is called mechanical
loss. The ratio between the shaft input power and the power lost due to disk friction
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where Pin is the shaft input power and Pdisk is the power loss due to disk friction
and other mechanical losses.
Volumetric Efficiency
The volumetric losses, also referred to as leakage losses, are due to the leakage of flow
from the outlet region past the impeller back into the inlet. This normally occurs
between the shroud and the inner wall of the volute. The designers can increase the
target volumetric flow rate of the pump by the volume of leakage volume in order to
deliver the desirable volume of flow at the outlet. The ratio between the delivered
flow and the leakage flow indicates the volumetric loss and therefore the volumetric





where Q is the volume of the delivered flow and Qleak is the leakage flow.
One of the methods to reduce the leakage flow and improve the volumetric efficiency
is to decrease the gap between the impeller and the volute. However, pumps with
smaller gap generally suffer more from disk friction and therefore have lower me-
chanical efficiency. There is often a trade-off between the two efficiencies and the
designer needs to find an optimum value for this gap.
Hydraulic Efficiency
The hydraulic efficiency is associated with the reduction in head due to the pressure
loss caused by the pump’s hydrodynamic design. The hydraulic efficiency is the most
significant parameter that can be influenced by the pump designer. The hydraulic
losses are mostly caused by friction losses and vortex dissipation in the pump and
are higher where there are curves or other geometric irregularities. Hydraulic losses
are extremely hard to calculate theoretically and analytically, and therefore experi-
mental and historical data are used to estimate the maximum achievable efficiency
of the pumps.
As mentioned earlier, the main objective of this work is to study the different im-
peller characteristics and their effect on the efficiency of the impeller. The term
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2.1.10 Shaft Diameter
The minimum shaft diameter is calculated based on the maximum allowable shear
stress of the shaft based on its material and application. The maximum allowable





where T is the maximum torque, c is the radius of the shaft and J is the polar
moment of inertia of the material.
2.1.11 Dhub/Dshaft
This is a ratio of impeller hub diameter to the shaft diameter. It is recommended
to select a maximum value of 1.5 for this ratio [137]. Figure 2.4 shows the hub and
shaft diameters in a meridional profile view.
Figure 2.4: The hub and shaft diameter, figure courtesy of ANSYS.
2.1.12 Leading Edge Blade Angle
This parameter is the angle between the blade and the tangential direction at the
leading edge and is calculated using different methods.
Hub and Meanline
There are two common methods to calculate the leading edge blade angles at the
hub and meanline locations:
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The leading edge blade angle at the shroud is calculated linearly based on the hub
and meanline values. The Cotangent method has been used in this study to calculate
the values of hub and meanline angles.
2.1.13 Tip Diameter
The tip diameter and the tip speed (a function of rotational speed) have the largest
influence on the other dimensions of the pump and therefore are two of the most
important parameters to be selected by the designer. There are two methods to
specify the diameter of the impeller.
Method 1 - by the stability factor:
A stable head-flow curve means a continuous rise in pressure while the flow rate falls




equals zero, meaning W1 =W2, where W1 and W2 are the meanline relative velocities
at the inlet and outlet of the pump. In this condition, the tip diameter can be
assigned a value to fulfill:
U2m −U1m = Cu2m (2.10)
CHAPTER 2. CENTRIFUGAL AND AXIAL PUMPS AS MCS DEVICES 60
Where U1m and U2m are the meanline blade speeds at the leading edge and trailing
edge and Cu2m is the meanline tangential flow velocity at the trailing edge. The




An ideal yet realistic value for the stability factor is at least 0.9 [137].
Method 2 - by the head coefficient:
This method relies on experimental data from existing pumps. The head coefficient





By using a known head coefficient of an existing design, U2 can be calculated, and
by the rotational speed already established, the tip diameter can be specified.
In this study, the tip diameter has been selected based on the proposed dimensions
of the device. The tip diameter is chosen in the range 30-31.5 mm with 0.5 mm
increments.
2.1.14 Trailing Edge Blade Angle And Outlet Width
The trailing edge blade angle, β′2, is another important parameter in pump design
and represents the angle that the blade makes with respect to the tangential direction
at the trailing edge of the blade. The angle is shown in figure 2.5.
Traditionally, it has been argued that an optimum blade angle exists for each cen-
trifugal pump application. In simpler geometries, the inlet and outlet blade angles
are designed to be equal, however, it is desirable to vary both angles as a function
of radius. Computational fluid dynamics (CFD) is a convenient tool to study the
effect of blade angle on pump performance.
It has been suggested [97] that the blade profile for medical applications should be a
logarithmic spiral with 30° discharge angle. This was claimed based on the assump-
tion that the fluid will follow streamlines based on mass and energy conservation
and no turbulence and therefore a low blood damage will occur. The assumptions
were confirmed by experimental results [97].
A previous study [130] compared the head and flow rate of two impellers and con-
cluded that the impeller with the outlet angle of 83° delivered the desired charac-
teristics at a lower rotational speed than the impeller with backward vanes and a
73° outlet angle. However, the efficiency was not studied in the work. A numerical
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Figure 2.5: The trailing edge blade angle, figure courtesy of ANSYS.
study [29] confirmed a higher head rise in straight blades compared to backward
vanes, but at the expense of hydraulic efficiency. The blade outlet angle has a con-
siderable effect on the slope in the head-flow curve of a pump [154].
Based on the impeller blade shape, different blade angle values are categorised into
three groups: β2<90 Backward Blades, β2 = 90 Radial Blades and β2>90 Forward
Blades.
The ideal head-flow curve of a centrifugal impeller depends on the outlet angle of the
blade. Therefore, there is a linear pressure response with flow rate when friction loss,
recirculation and slip between the blades are neglected, Figure 2.6. Backward blades
(β2<90) are suitable for higher efficiencies, with β2 = 22.5 reported as the highest ef-
ficiency for industrial pumps. Radial blades (β2 = 90) perform with lower efficiencies
and a flat horizontal H-Q curve, up to 75% of the best efficiency point [61]. Forward
blades have not been a subject of interest for researchers for several reasons. The
casing for these impellers should catch and transform the high velocity into pressure
while allowing an impulse action [128]. A previous study [61] simulated a forward
blade impeller by rotating a backward blade impeller in a reverse direction and re-
ported very low efficiency.
Another study [29] used CFD to investigate the effect of blade width, b2 shown in
Figure 2.7, on the performance. Two outlet widths were studied (1 and 3 mm) and
the larger outlet width led to a lower meridional velocity and a subsequent increase in
pressure rise for a constant rotational speed. The study suggested that the deviation
in results from the traditional pump design methods is within an acceptable range
due to the negligible effect of this parameter on small centrifugal pumps. The blade
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Figure 2.6: Ideal H-Q curve trend for different types of outlet angles.
angle has a direct relationship with the impeller outlet width.
Figure 2.7: The outlet width of the blade, figure courtesy of ANSYS.
The continuity equation determines the delivered flow rate by the meridional veloc-
ity, Cm, and the outlet area, Aout:
Q = Cm.Aout (2.13)
For a given rotational speed, a higher blade angle results in a higher meridional
velocity. In order to keep the volumetric flow rate constant, the outlet area of the
impeller has to decrease and the only way to decrease this area is either to increase
the number of blades (not recommended) or to reduce the outlet width. Conversely,
a lower blade angle at a given rotational speed and tip diameter results in a lower
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meridional velocity, larger outlet area and therefore a larger outlet width. The
well known 22.5° outlet angle is considered to be the standard value for industrial
pumps for performance and manufacturing reasons. Both industrial and blood pump
experimental results have shown that increasing this value will boost the produced
head rise, but at the cost of a lower hydraulic efficiency. An optimum value for this
parameter needs to be specified by the designer based on the design constraints, head
requirements and manufacturing limitations. In this work, different values of outlet
angle, between 10°-45°, have been considered and examined in order to study the
effect of this parameter on the pressure rise, efficiency, shear stress and hæmolysis
of the pump.
2.1.15 Rake Angle
The angle between the leading or trailing edge and a line parallel to the rotation
axis is called the rake angle or blade lean. For the trailing edge, the value of 0°, also
referred to as a straight lean, is recommended for manufacturing reasons, however, a
small angle is likely to increase the volumetric efficiency by reducing the secondary
flows through the distribution of flow in the spanwise direction (hub to shroud). In
this work, the reduction in secondary flow volumes is achieved by studying the effect
of the gap between the impeller and the volute and the trailing edge rake angle is
chosen to be 0°. At the leading edge, 10° was chosen to create a slope towards the
rotation.
2.1.16 Number of Blades
The number of blades in a pump directly influences the slip or blade recirculation.
More blades results in lower slip because there is less space between the vanes to
allow recirculation. However, due to the smaller size of blood pumps, viscous effects
dominate the flow within the passage, while velocities are not large enough to cause
flow separation from the vanes [29]. The effect of the number of blades on the
pump performance and the magnitude of this effect depends on the viscosity of the
working fluid. For lower viscosities, the number of blades has a larger impact on
the performance than for higher viscosity fluids. An experiment [72] using laser
doppler velocimetry confirmed this claim by showing an increase in disc friction loss
and hydraulic loss in higher viscosity fluids. Therefore, higher number of blades
may lead to a lower efficiency because of the viscous drag due to larger surface area.
The kinematic viscosity of blood at normal body temperature (37°C) is 2.65 mm2/s,
which is relatively low compared to other fluids pumped by centrifugal impellers.
In another study [97] three impellers with 5, 6 and 7 blades were tested and the
results showed a lower level of hæmolysis in the impeller with 6 blades. However,
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the efficiencies of the impellers were not studied.
Increasing the number of blades results in a better control over the flow direction
(better flow guidance) in the impeller, so the fluid leaves the impeller closer to the
blade exit angle, meaning β2 gets closer and eventually equal to β′2. This increase
in β2 will result in an increase in the meridional velocity at the trailing edge Cm2,
which acts to reduce the impeller exit area leading to a smaller outlet width b2, as
mentioned earlier. On the other hand, another effect of higher number of blades is
higher solid surface to fluid surface and therefore increasing the blockage area to the
flow. In order to maintain the flow rate, the outlet width, b2 should be increased.
Figure 2.8: A typical graph showing the influence of the number of blades on outlet width and
angle.
The previous paragraph clearly explains the two competing influences of the blade
number on the outlet width. Figure 2.8 shows a typical graph indicating the effect
of these two competing influences (β2 and blockage) on the outlet width. For a
low number of blades, the effect of β2 dominates, with the outlet width decreasing
while the number of blades increases and after a certain point, the blockage effect
dominates, meaning the outlet width starts to increase as the number of blades
increases. This trade-off point is different for every design and will be discussed for
different impellers later on in the results.
2.1.17 Slip
The blade inlet and outlet angles influence the inlet and outlet flow angles respec-
tively, although they do not always coincide. In fluid mechanics, it is established
that a body must move faster than the flow in order to apply a force on the fluid
that is moving in the same direction. This is known as impelling action [137]. The
relative recirculation between the blades of the impeller leads to an increase in the
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(a) The pressure and velocity distributions
in the passage between two blades.
(b) flow deviation from the blade in
streamlines.
Figure 2.9: Effect of slip on the flow between the blades [46].
blade inlet angle and a slight drop in the outlet angle (β′2<β2 and β
′
1>β1). Therefore,
the slip is influenced by the both number of blades and outlet angle.
To fully understand slip and its effect, it is necessary to analyse the flow within
the blades. The path between the blades is a rotating curved channel with interac-
tions between the solid (blade) and fluid to produce pressure and velocity rise. The
pressure side of the blade has a higher pressure than the suction side. The different
pressure distributions on the pressure and suction sides of a blade results in different
velocity distributions (Figure 2.9a) and therefore, the fluid may not follow the exact
blade shape and will instead deviate from its path (Figure 2.9b).
As shown in Figure 2.9b, larger deviations occur after the throat, where the flow has
passed the trailing edge of one blade, the pressure gradient fades and the flow bends
with a curving trajectory around the edge to follow the impeller outlet. The result
is the deviation between the blade and the flow angles, defining the phenomenon
slip, shown in Figure 2.10.
Figure 2.10: The slip at the trailing edge [46].
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2.1.18 Hub Draft Angle
The hub draft angle, θdraft, is the angle between the hub curve and the line parallel
to the rotation axis. It affects the hub curve radius and is shown in Figure 2.11.
Figure 2.11: The hub draft angle, figure courtesy of ANSYS.
The lower draft angle results in a smaller hub radius and vice versa. The angle
could be either chosen by the designer based on specific speed (similarity method),
or could be determined by Bezier curves for meridional spans. The latter method
has been used to define the hub radius in this study.
2.1.19 Impeller Blade Shape
In this thesis, the meridional coordinate system was used due to its convenience for
the impeller and flow movement. The components of this coordinate system are
ZRθ and stand for axial, radial and circumferential components. Having selected
the inlet and outlet diameters and angles and outlet width, the meridional profile
of the blade is the next step to design the impeller. From the hub to the shroud,
the profile was divided into five equally spaced streamlines and the curve for each
streamline was computed by applying a Bezier curve. For this purpose, a thrid
degree (cubic) Bezier curve is used as a compromise between the simplicity of lower
order curves and the smoothness of higher order curves.
Four points are used to define a cubic Bezier curve, as shown in Figure 2.12.
The curve starts at P0, going via P1 and P2 to reach P3. The curve will not normally
pass P1 and P2, but gets its direction from these points. The position and distance
between the middle control points determine how smooth the curve is. The general
form of the curve is equation 2.14 where t represents the parameter value of the
curve.
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Figure 2.12: A cubic Bezier curve with four control points.
B(t) = (1 − t)3P0 + 3(1 − t)
2tP1 + 3(1 − t)t
2P2 + t
3P3 0 ⩽ t ⩽ 1 (2.14)
The derivative of this Bezier curve with respect to t shows the slope of the blade’s
curve at the bend and is expressed by
B′(t) = 3(1 − t)2(P1 − P0) + 6(1 − t)t(P2 − P1) + 3t
2(P3 − P2) (2.15)
A smaller radius in the meridional profile results in higher flow velocity and subse-
quent flow separation. The radius of the curve at the bend, where the flow direction
changes smoothly, should be as large as possible to avoid flow separation.
2.1.20 Camberline/Thickness
The coordinates of the camberline are m and θ. The m component (meridional
component) is related to the axial (z) and radial (r) components in the Bezier curve


















The thickness of the blade is selected to provide sufficient rigidity while minimizing
flow blockage in the flow path, increasing from the leading edge to the trailing edge
to deliver a uniform gradient in the passage area [137]. An ellipse is used at the
leading edge for a shockless entry [31]. The general equation of an ellipse is given
by







)2 = 1 (2.18)
where x and y are the major and minor axes and a and b are the scale factors,
meaning the thickness of the blade is 2b at the center of the ellipse. Therefore, the
trigonometric parametric formulas are given by
x = r cos θ (2.19)
y = r sin(θ ± t) (2.20)







Centrifugal impellers can be categorised in three groups based on their shroud con-
figuration: open, semi-open and closed impellers. Open impellers have neither hub
nor shroud. They perform better in high specific speed pumps [128] due to reduction
in disc friction losses. Semi-open impellers have a hub but no shroud on top. The
lack of shroud results in leakage between the blades as well as stagnation under the
impeller hub. Closed impellers are also referred to as shrouded impellers and have
both the shroud and hub. The friction losses in these impellers are related to the
flow relative to the inner wall of the shroud, w
2
2g .
A number of authors [9, 27, 81] have reported an improved hydraulic efficiency for
shrouded impellers compared to open and semi-open. However, adding a shroud or
a hub will increase the level of hæmolysis and thrombosis in the hub and shroud
gaps. Based on the literature, shrouded impellers and semi-open impellers result in
higher hydraulic efficiencies and are more desirable, as long as the shear stress levels
are below the critical value.
A numerical investigation as part of this thesis, on three types of impellers, showed
a high static head but also a high wall shear stress in the open impeller and lower ef-
ficiency due to high hydraulic losses. After considering this numerical investigation,
along with the literature, semi-open and closed impellers are selected for this study.
Table 2.1 shows the numerical results of the three impellers compared to each other.
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Shrouded 73.2 78.26 44.5 0.003125
Semi-open 80.55 75.6 53.6 0.005558
Open 79.88 75.9 71.1 0.008787
2.1.22 The Volute
The volute is usually a spiral shaped passage with a circular, rectangular or trape-
zoidal cross section. In most cases, the cross section area gradually increases from
the tongue (smallest radius) to the throat (largest radius) [142].
The main function of a volute is the conversion of the kinetic energy of the fluid to
the pressure energy while collecting, guiding and delivering the fluid, by minimizing
the losses in the conversion process [76]. Most of this energy conversion is done by
the volute and the rest is carried out by the diffuser later on [69]. A major part of
losses in a centrifugal pumps loss is a result of the diffusion inefficiency and therefore
the diffusion process and the loss of energy during this process is a key factor on the
overall performance of the pump [142, 69]
There are three main types of volute design: singular, circular, and double. A singu-
lar volute is the most common type of volute and is often used for low flow and low
specific speed applications [76]. The circular volute has a constant radius from the
tongue to the throat and has a ratio of diameters of 1.15-1.2 with the impeller [76].
It is often used for a very limited range of specific speeds and has less controlled
flow guidance through the path compared to other types. The double volute is also
referred to as split volute and consists of two single volutes opposite each other, or
a single volute with a splitter plane, shown in Figure 2.13.
One significant effect of using different volute types is on the hydraulic radial forces
on the impeller. This force is extremely important in cases when the impeller is
suspended within the casing by contactless means. Higher radial force will result
in a higher force to balance the impeller and therefore using more power and lower
efficiency [66]. Based on an experimental study conducted by [20] on three types
of volute, the single volute had the lowest radial force acting on the impeller at
the design point (≈ 0 N), whereas the circular volute yielded the highest (≈ 2 N)
and the double volute resulted in a force of approximately 0.5 N. The study showed
that the double volute will be a better choice for contactless impellers in off design
conditions, but the single volute will have a higher efficiency at the design point. In
this thesis, the impellers are driven by an external electric motor through a shaft.
The main objective of this thesis is to find the highest achievable efficiency for each
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Figure 2.13: Three types of volutes: Singular, double and circular [137].
individual pump even if it is just a peak point. Therefore, a single volute is selected.
The inlet width of the volute is calculated based on the sum of the impeller outlet
width and the proposed axial clearance between the impeller and casing, shown in
Figure 2.14.
Figure 2.14: The volute inlet width shown with tip width and clearances, figure courtesy of
ANSYS.
The tongue of the volute has the smallest distance to the impeller and the throat at
the outlet of the volute has the largest. Lofting the tongue to the throat will make
a spiral shape because of this difference in radii. The path is normally modified
to keep a constant angular momentum, resolve the friction losses at the walls and
avoid flow separation.
Volute Cross Section
There is no ideal form for the geometry of a volute’s cross section, however, there are
three shapes commonly used for this purpose: circular, rectangular and trapezoidal.
The circular volute starts as a straight line at the tongue and covers a fraction of
a circle based on the needed outlet area. The rectangular and trapezoidal cross
sections are a rectangle and an isosceles trapezoid respectively.
A recent numerical investigation [5] on different volute cross sections (Figure 2.15)
studied the effect of volute curvature and cross section on performance of centrifugal
pumps at design and off-design conditions. The study suggests that the circular cross
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section volute provides higher head and efficiency than the other cross sections at
almost any flow rate. Trapezoidal and circular cross sections give lower radial force
at high flow rates while rectangular cross section yields lower radial force at low
capacity rates [5].
Figure 2.15: Volute models with rectangular, circular and trapezoidal cross sections [5].
The Diffuser
At the throat of the volute, there is a transitional section that is in fact an extension
of the volute outlet. The length and the taper angle of this extension are designed
in order to convert the remaining kinetic energy of the flow into pressure [128].
Lazarkiewicz [69] presented a graph showing a linear relationship between the taper
angle of the diffuser and the velocity of the flow at the throat, shown in Figure 2.16.
Values higher than 13 will result in flow separation on the diffuser walls [69, 76].
Figure 2.17 shows a typical single volute.
2.2 Conventional Design Procedure
In this section, the conventional pump design method has been discussed. The
section starts with the definition of velocity triangles and their use in determining
the inlet and outlet parameters. The force analysis of centrifugal pumps based on
different proposed methods is then discussed in details.
2.2.1 Velocity Triangles
In turbomachinery, the motion of the fluid is specified according to the rotational
motion of the impeller. Euler’s velocity triangle or velocity diagram is the repre-
sentation of this kinetic movement and shows the components of velocities of the
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Figure 2.16: The linear relationship between the taper angle of the diffuser and the fluid velocity
at the throat [69].
Figure 2.17: A single volute with a circular cross section, figure courtesy of ANSYS.
fluid with respect to the impeller blades. The velocity triangles are drawn for the
inlet and outlet of a blade. The absolute velocity is the sum of two velocities; the
peripheral velocity of the impeller and the fluid velocity relative to the impeller, as
shown in Figure 2.18.






Equation 2.22 shows the pressure head is not influenced by the relative velocity and
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u2: Outlet peripheral velocity
cu2: Outlet tangential velocity
cm2: Meridional outlet velocity
β2: Impeller discharge angle
c2: Fluid outlet velocity




β1: Impeller inlet angle
cu1: Inlet tangential velocity
cm1: Inlet meridional velocity
c1: Fluid inlet velocity
α1: Fluid inlflow angle
Ps: Inlet recirculation ratio
Figure 2.18: Centrifugal impeller inlet and outlet velocity vectors [137].
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is built up gradually as Cu2 and U2 increase. The impeller tip speed, U2, is the
parameter that enables the centrifugal pump to meet the proposed head rise and
flow rate. Since the value of the theoretical head, Ht, is the complete conversion of
the kinetic energy from the impeller to the working fluid, the maximum tip speed




The impeller tip speed is also related to the impeller diameter and rotational speed.





With conventional design method, at this stage the rotational speed and the impeller
diameter are calculated to meet the required head-flow conditions. Known rotational
speed, pressure rise and flow rate establishes the specific speed of the pump and
therefore the type of pump can be selected using a Cordier diagram. Higher specific
speed results in a smaller pump and cheaper drivers [128].
The optimum hydraulic efficiency varies with the specific speed. Figure 2.19 shows
a typical empirical diagram with efficiencies attained at various specific speeds for
single stage single suction pumps [12].
Figure 2.19: Pump efficiency vs. specific speed for industrial single stage single suction
pumps [12].
If the required pressure rise is not produced with the proposed design,the design
will be divided into more stages. The pressure rise per each stage influences the
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final specific speed and therefore the final efficiency [128]. The designers use the de-
sign factors established experimentally from previous successful designs that provide
them with empirical relationships between the pump performance and the elements
of the velocity diagrams. For instance, the nondimensional velocity ratios are cor-
related to the different outlet angles based on specific speeds for industrial pumps,
regardless of their size and rotational speed. The blade profile and layout is designed
based on four elements: meridional velocity at the inlet and outlet, impeller diam-
eter, blade leading edge angle and blade trailing edge angle. These four elements
will also determine the inlet and outlet velocity diagrams. For a simple blade with
a straight vane, the working fluid enters and exits the impeller at the same velocity,
meaning that the inlet and outlet velocity triangles are similar for all sections from
the hub to the tip of the blade. In other types of centrifugal impellers and in axial
impellers, the blade is divided into several sections with different triangles due to
the different radii of each section. The difference in these triangles and therefore
angles is the reason for a curvature in the blade.
2.2.2 Blade Outlet Conditions
Figure 2.20: Blade outlet velocity triangle [137].
The blade discharge angle is the most important parameter in the design process,
as all design constants relate to it directly or indirectly [128]. Selection is based on
the desired slope of the head-flow curve since both flow rate and head rise increase
with a higher blade angle. Figure 2.21 illustrates the percentage pressure rise from
the best efficiency point (BEP) to shut off and the slope of the performance curve.
The desired percentage pressure rise is selected and leads to the selection of blade
number and outlet angle based on a known specific speed [76]. For low blade angles,
it is recommended to pick >5 blades [128].
If there are no limitations on the geometric parameters based on the application,
the priority is the hydraulic efficiency of the pump. For an efficient and manufac-
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Figure 2.21: Percent pressure rise vs. specific speed for blade angle and number selection [76].
turable pump, an outlet angle in the range of 17.5°-27.5° and specifically 22.5° is
recommended for industrial pumps [12, 128, 76]. However, studies have shown bet-
ter physiological control in case of larger outlet angles [133].
Head and Flow Coefficients
In industrial pumps, the head and flow coefficients are typically within the range of
ψ = 0.05 − 0.2 and φ = 0.4 − 0.7 [142]. Values of head and flow coefficients may be
taken from diagrams based on empirical equations. Figure 2.22 shows the values of
head and flow coefficients and specific speeds for various outlet angles [128].
Speed Constant
As discussed earlier, the impeller tip speed is calculated with the assumption that
kinetic energy is completely converted to pressure energy. In reality this is not possi-
ble due to losses in the conversion process. The speed constant is a nondimensional















Based on these relationships, the speed constant can also be presented as
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Figure 2.23: Speed constants for different number of blades [76].
The speed constant is influenced by the number of blades and the outlet angle. Fig-
ure 2.23 shows the effect of blade number on the speed constant and Figure 2.24
illustrates this constant for a specific case of 6 blades and 22.5° outlet angle.
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Figure 2.24: Speed constants for impellers with 6 blades and a 22.5° outlet angle [128].
Actual Tip Speed, Diameter And Rotational Speed
Figure 2.25: Actual impeller tip speed [137].
The actual tip speed of the impeller, u2 shown in Figure 2.25 is derived using the
speed constant and desired pressure rise by one form of equation 2.25. This equa-
tion takes the relative recirculation between the blades into account, which is the
difference between the tangential and actual velocity vectors, U2 and u2. As a re-
sult, determining the actual tip speed will lead to the actual diameter and rotational
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speed of the proposed design by using equation 2.24.
Capacity Constant
The capacity constant, Km2, is the ratio of meridional velocity at the outlet to the
tip speed and is shown in Figure 2.25.
For a given specific speed, the capacity constant may be obtained using Figure 2.24.
Alternatively, a known speed constant and flow coefficient produce the capacity con-








Figure 2.26: Meridional outlet velocity [137].
Meridional outlet velocity, shown in Figure 2.26, represents the capacity of the pump




Consequently, once the capacity constant is defined, the meridional outlet velocity
can be calculated.
Slip
The slip factor may be calculated from the values of head and flow coefficients using
Equation 2.29.
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ψ = σ − φ tan (90 − β2) (2.29)
Outlet Width
The meridional velocity is proportional to the flow rate and the exit area as dis-
cussed earlier. By relating the outlet area to the number of blades, diameter, outlet









Figure 2.27: Euler absolute outlet velocity [137].
The Euler’s absolute outlet velocity, shown in Figure 2.27, represents the working
fluid at the outlet relative to a stationary frame. The magnitude has both radial
and tangential components. The radial component represents the flow rate and the
tangential component represents the pressure rise. The Euler velocity vector is in
the case of ideal and 1-D flow, whereas in the case of realistic flow, the vectors are
slightly different due to recirculation or slip, as has been discussed earlier.
- Euler
In order to derive the magnitude and direction of the ideal (Euler) working fluid’s
absolute velocity vector, c2 and α2, the tangential velocity, cu2, needs to be deter-
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mined. Tip speed, meridional fluid velocity and the outlet angle can be used as in
Equation 2.31 to find this velocity.















The slip or recirculation of the working fluid in the flow path results in a different
outlet angle and a deviation in tangential velocity and pressure rise from the ideal
Eulerian model, as shown in Figure 2.28.
Figure 2.28: Actual absolute outlet velocity [137].
The value of actual tangential velocity, c′u2, may be calculated using the head coef-
ficient and the actual tip speed by:
c′u2 = ψu2 (2.34)
The calculated value may be used to obtain the actual outlet angle, β′2, which is
lower than the ideal designed value, β2.





The magnitude and direction of the actual outlet velocity vector are obtained using













The obtained values are expected to be slightly lower than the real (Euler) values
due to slip.
Ratio of Absolute Tangential To Meridional Velocity
The ratio of absolute tangential flow velocity to meridional flow velocity, λ, is another
parameter that is different for industrial and blood pumps due to the differences in





and is normally within the range of 2-7 for industrial and may be up to ≈30 for
centrifugal blood pumps [133, 128].
2.2.3 Blade Inlet Conditions
As discussed at the beginning of this chapter, the assumption of no pre-whirl is made
in the design of the impeller inlet conditions. This implies an inlet angle, which is
independent of the outlet angle and also different for each application.
Inlet Capacity Constant
The inlet capacity constant, Km1, can be derived from Equation 2.27 and relates
the tip speed to the meridional inlet velocity, cm1.
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Meridional Inlet Velocity
Figure 2.29: Blade inlet velocity triangle [137].










The inlet diameter affects the probability of flow separation. This value needs to be
selected by the designer in order to minimise the relative inlet velocity and therefore





Higher inlet diameter at a constant flow rate results in a higher rotational speed,
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Figure 2.30: Impeller inlet diameter [137].
Inlet Width
A known inlet diameter will lead the designer to the inlet width by using Equation
2.40.
Impeller Inlet Tip Speed
Figure 2.31: Impeller inlet tip speed [137].
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Blade Inlet Angle







The actual value of the inlet angle differs from the Euler value, due to the relative
recirculation between the vanes (β′1>β1). The recirculation ratio, Ps, is defined by:
Ps = cm1R (2.45)
where R is a constant and defines the ratio of ideal flow rate in the case where there
is no recirculation to the rated flow rate. R has a value of 1.15-1.25 for single-inlet
end-suction and 1.25-1.35 for double-inlet volute-suction pumps [128]. Calculating





In practice, the ideal value of outlet angle and actual value of inlet angle are used
for the final blade construction [128].
Figure 2.32: Impeller inlet blade angle [137].
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Figure 2.33: Impeller actual inlet blade angle [137].
Absolute Inlet Velocity
The ideal and actual values of the absolute inlet velocity are derived as follows.
- Euler
Figure 2.34: The ideal absolute inlet velocity [137].
The inlet flow angle, α1 is chosen as 90°. The blade inlet angle, β1, is designed with
this assumption to eliminate the tangential velocity, cu1 and therefore, the absolute
inlet velocity, c1 resolves to the value of meridional velocity, cm1.
- Actual
The components of the actual absolute velocity, cm1 and c′u1, are used to find its
magnitude. In order to find the tangential component (c′u1), the tip speed, meridional
flow velocity and the actual calculated inlet angle are used.
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Figure 2.35: The actual absolute inlet velocity [137].






The axial clearance between the impeller’s top surface and the volute influences
the flow, pressure and efficiency. This effect is more pronounced in un-shrouded im-
pellers due to higher gap to outlet width ratio. This ratio is defined by Stepanoff [128]
and its optimum value is found at about 0.05 and the efficiency drops to 62.5% with
a ratio of 0.6.
2.2.5 Force Analysis
Force analysis in a centrifugal blood pump is a key factor for the design of the bearing
system for impeller suspension. It is especially critical in active magnetic suspension
due to the power consumed by active magnetic bearings [58]. The impeller will be
acted upon by forces; hydraulic forces due to the flow, impact forces due to the
patient’s activities and the g-force due to its weight. The daily activities of a patient
do not normally create acceleration in excess of 30 m/s2 [132] while a continuous 60
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acceleration will cause fainting and a deceleration of ≈50 is fatal. A drop test was
conducted [43] on a VAD and reported decelerations of 150 and 440 for the VAD
falling from 1.2 and 4 meters respectively. Studies on the VentrAssistVAD have
reported a 100 m/s2 toleration. This acceleration causes axial and radial forces of
0.3 N and 1.4 N respectively on the device [132, 98].
Stepanoff [128] measured the axial and radial forces on a centrifugal impeller based
on the size and duty frame for a known specific speed. A few years later, another
study investigated the effect of specific speed on the impeller radial force [3]. During
the 1980s, different studies investigated several methods of force measurement and
analysis by studying the interaction between impellers and volutes [77] on and off-
design, sources of static and dynamic forces [51] and the effect of impeller whirl on
the produced force [2, 59]. A more recent experimental study [16] examined the
effect of different impellers and volutes on the radial force induced in the pump.
The hydraulic forces of a centrifugal impeller can be defined as static or dynamic.
They can also be categorised by their direction into axial and radial forces [37].
2.2.6 Radial Thrust
The radial forces acting on a centrifugal impeller are those acting perpendicular to
the rotational axis and is composed of a static and a dynamic component. The static
component is due to the uneven pressure distribution around the impeller which is
the result of the volute’s asymmetry. The dynamic component is a periodic type of
force and the total radial force is normally the superposition of the two components
perpendicular to the rotation axis.
Static Radial Thrust
The static radial force is partially due to the unbalanced flow around the impeller
which is a result of an uneven pressure distribution [59, 51]. Another major con-
tributing factor is the flow separation at the tongue due to the difference in the
outlet flow angle and the volute spiral angle. The magnitude and direction of the
static radial thrust depends on the duty frame and the volute type [51, 5, 20].
Knowledge about the static radial force in a centrifugal impeller is largely based
upon empirical studies. Several attempts [128, 69, 76, 77, 61] have been made to
predict the theoretical magnitude and direction of this force, however no method
has been established as the best or most appropriate technique [58].
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Magnitude
The most common techniques to predict the magnitude of static radial thrust are:
- Stepanoff
In the late 1957, an equation was proposed [128] based on experimental results in





F Static radial thrust (lbf)




The thrust factor is a function of flow rate and type of volute and is calculated for
single and double volutes by












Qn Flow rate at BEP
Kth 0.36 for single and 0.16 for double volute
- Lobanoff
Another empirical equation was introduced [76] for single and double volutes and was







This latter method was introduced [61] for single volutes and includes a factor for
different unit conversions
F = kKrHDB2(SG) (2.54)
F Static radial thrust (lbf/N)
H Pressure rise (ft/m)





Kr Radial thrust factor
Direction
The direction of the radial thrust is determined by experimental data presented in
diagrams [61, 3, 69]. Two contributing factors influence the direction of this force:
flow separation at the tongue and the degree of acceleration at the throat, with the
first one being the dominant factor.
Dynamic Radial Thrust
The dynamic radial force in a centrifugal impeller is due to eccentricity fluctuations
in three frequency ranges. The first range is in the same frequency as the impeller
rotational speed, due to the manufacturing errors which cause pressure fluctuations
and subsequent imbalances [37]. Fluctuations at a higher frequency than the rota-
tional speed are generated due to each blade passing the tongue, known as the vane
passing frequency. Fluctuations also occur at a lower frequency than the rotational
speed due to flow separation [37, 51, 61]. Dynamic forces are normally complicated
to predict or calculate and are most significant at ≈30% of the design point flow rate
with a frequency ≈0.1 rotational speed [37].
2.2.7 Axial Thrust
The axial force in a centrifugal impeller acts parallel to the rotation axis. One major
factor determining the axial thrust is the impeller shroud configuration. In the past
decades several methods have been used to reduce this force in industrial pumps,
such as secondary vanes and balance holes, and these have recently also been used
in blood pumps to reduce the axial thrust and the subsequent secondary flow and
thrombus between the impeller and volute [137].
Static Axial Thrust
The static axial thrust in a centrifugal impeller is due to the pressure difference
between the top and bottom of the impeller [128]. This pressure is higher at the
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circumference and diminished towards the center of the impeller [69]. In shrouded
impellers, the forces resulting from pressure on the hub and shroud act in opposite
directions resulting in a relatively low axial thrust. In semi-open impellers, the pres-
sure at the hub is only partly countered by the pressure on the shroud leading to a
relatively higher axial thrust in these impellers [128, 69, 61].
Magnitude
Several methods have been proposed for the prediction of axial force magnitude.
- Lazarkiewicz method for shrouded impellers
In this method [69], the axial thrust is divided into pressure distribution and mo-
mentum components and is given by:














Ta = T1 − T2 (2.57)
Ta Axial thrust
Awr Impeller inner diameter/Wear ring area
Ash Shaft area
u2 Outlet peripheral velocity
uwr Inlet peripheral velocity




- Stepanoff method for shrouded impeller
In this method [128], the pressure difference between the two sides is used in the
form
T = (A1 −As)(P1 − Ps) (2.58)
T Axial thrust (lbs)
A1 Inlet area (in
2)
As Shaft area (in
2)
P1 Inlet pressure (Psi)
Ps Suction pressure (Psi)
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- Stepanoff method for semi-open impellers
In this method [128], the relative difference in pressure distribution acting on the
bottom (Tb) and top (Tbi) of the impeller is used.















u2 Outlet peripheral velocity
us Shaft peripheral velocity
- Lobanoff method for shrouded impellers
Lobanoff [76] proposed an equation for the axial thrust based on the forces generated
from the suction inlet pressure acting on the shaft area (TA) and due to the pressure
at the impeller bottom on the equivalent inlet diameter minus the shaft area.











- Lobanoff method for semi-open impellers
The thrust is calculated similar to shrouded impellers and the top thrust has another
added term:








T = TA − TB (2.66)
T Axial thrust
A1 Inlet area
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As Shaft area
A3 Outlet area
As Inlet area without the shroud
PD Outlet pressure
Ps Suction pressure
- ANSI-HI method for shrouded impellers
This method [30] is the most recent method and gives the axial thrust as:
FT = ∆p × [(KAvbAB) − (KAvfAF )] − psAh (2.67)
FT Net axial thrust (Pounds)
∆p Pressure rise (psi)
KAvb Avg % developed pressure on the hub (0.675)
AB Area exposed to bottom pressure (in
2)
KAvf Avg % developed pressure on the shroud (0.68)
AF Shroud area (in
2)
Ah Shaft area (in
2)
ps Suction pressure (psi)
Direction
There are three components contributing to the direction of static axial thrust; pres-
sure distributions on the top and bottom of the impeller, and the fluid momentum
due to the change of direction of the fluid induced by the pump.
Dynamic Axial Thrust
The dynamic thrust in the axial direction is due to periodic changes in flow rate
and causes periodic stress to the shaft and bearing. In centrifugal impellers, small
changes in flow rate may not produce a significant dynamic axial thrust due to the
relatively small momentum compared to industrial pumps [61].
2.2.8 Experimental Force Measurement Techniques
This section describes the experimental techniques employed by different research
groups to measure and analyse the forces on a centrifugal impeller.
Pressure Tapping
This method uses pressure tappings on the circumference of the impeller to measure
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the pressure around it, integrate the measured pressure profile and calculate the
magnitude and direction of the radial force between the impeller and volute sides.
The major issue with this method is the low accuracy caused by the fact that the
pressure is only measured at two dimensions [58, 51]. In a previous study [37], this
issue was resolved by using Pitot tubes inside the volute to measure the static pres-
sure.
Strain Gauge
The most common method is to use train gauges on the bearings to measure and
calculate the force from the impeller [128, 144, 37, 51, 2, 58]. However, despite es-
tablished practical success, the method is unable to show static and dynamic forces
individually and only presents the total force [51].
Strain gauges are also used to measure the radial forces by being placed on the
impeller shaft in a similar fashion to the pressure tapping method [37, 51]. One
type of strain gauges are called load cells and are used for force analysis of magnetic
bearings by measuring the power requirements of the bearing [58, 17].
Proximity Sensors
Proximity sensors may be installed on the shaft to measure the shaft deflection due
to the force acting on it. Despite its simplicity, this method has a lower accuracy
compared to the other methods. [51].
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2.3 Axial Pump Definitions and Terminology
2.3.1 Vane Cascades
In order to study the flow behaviour in an axial impeller, it is convenient to inves-
tigate the blades in three sections: Hub, tip and the mean effective diameter. For





Where D1 and D2 are the hub and tip diameters and ν is the hub ratio and is given
by Equation 2.69.
ν =D1/D2 (2.69)
The blades are equally spaced around the hub with the distance t.
t = πD/Z (2.70)
Where t is the pitch, Z number of blades and D is the diameter.
The ratio of the vane cord, l, to the pitch, t, is another important parameter, which
defines the solidity of the blades. This ratio (l/t) relates the blade area to the
surface perpendicular to the flow. It normally decreases from hub to tip. The blade
angle gradually increases from β1 to β2 and the difference between the two (β2 −β1)
represents the blade curvature at each sections, as shown in Figure 2.36.
Figure 2.36: Axial blade Cascade.
Based on Figure 2.36, the following equations are derived:
 Blade Curvature
φ = β2 − β1 = θ1 + θ2 (2.71)
 Chord Angle
βc = β1 + θ1
βc = β2 − θ2
(2.72)
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 Circular Arc Blade
θ1 = θ2 = θ = φ/2
β2 − β1 = φ = central angle
l = 2r sin θ
(2.73)
2.3.2 Airfoils
Due to the lower pressure rise produced by axial pumps compared to that of cen-
trifugal pumps, the skin friction loss is significantly important in the design of axial
impellers. Therefore, a high precision in streamlining and polishing on the blade is
needed to achieve high efficiencies. This has led to the development of airfoil shaped
blades for axial flow pumps. The mean line of an airfoil determines the important
hydraulic properties of the blade and the thickness is derived based on the strength
requirements. Fine airfoil models normally have the same thickness variation along
the mean line and the maximum value is different based on their profile [128]. The
maximum distance between the chord and the mean line is expressed in percent of
the chord length, c/l and is called camber, shown in Figure 2.37.
Figure 2.37: Airfoil parameters.
In 1933, the N.A.C.A report 460 presented airfoils with their geometry and classified
them based on their curvature and thickness. Each profile is presented with four
digits. The first digit represents the camber and the second one shows the distance
of the camber point from the blade leading edge. The last two digits represent the
percent of the blade thickness. The angle of attack, α, is the angle between the
chord and the relative velocity of the flow.
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2.3.3 Lift and Drag
The forces acting on an airfoil exposed to airflow can be resolved into two compo-
nents: lift (L) is the component perpendicular to the air flow and drag (D) is the














v Relative air velocity
ρ Density
CL and CD are experimental coefficients at the desired angle of attack, Mach number
and Reynolds number and depend on the profile of the airfoil. The experimental
values of CL and CD have been established for a wide range of airfoils. The ratio of
the two (CD/CL), defines γ which is the gliding angle and represents the condition
that a plane can operate in gliding flight mode.
Two main contributing factors affect the magnitude of the drag force: the skin fric-
tion and eddy losses. The skin friction depends on the smoothness of the airfoil
surface and the eddy losses are due to the eddies formed in the wake behind the
blade and may be reduced by a more rounded leading edge and a sharper trailing
edge [128].
2.3.4 Airfoil Profiles and Munk Method
The mean camber lines of the N.A.C.A 4-digit airfoil profiles may be defined by two
tangents at the leading and the trailing edges, shown in Figure 2.38. This is due to
the parabolic curves comprising the mean camber lines of this group of airfoils [128].
The tangent lines can be derived from the angles θ1 and θ2 shown in Figure 2.38.
The vane can be divided into several sections and the tangents at each section can
help to find the corresponding points. The intersection of the two tangents shows
the maximum camber station.
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where c is the camber and lc is its location relative to the leading edge, expressed
as fractions of the airfoil chord length [128]. The values of θ1 and θ2 are relatively
small and therefore are assumed equal to their tangents.










Therefore, the vane curvature establishes the hydrodynamic properties of the airfoil
in N.A.C.A family. The N.A.C.A 65 airfoil profile was selected as the base profile for
this study and the parameter selection process is discussed in the following sections.
2.3.5 Design Parameters
This section provides information about the design parameters and their selection.
Hub Ratio
The hub to tip diameter ratio is linked to the specific speed of the pumps and is
usually based on experimental results. The nature of axial pumps and the relatively
high specific speed of them dictates a smaller hub diameter, which leads to a greater
flow area and greater flow rate and therefore a lower pressure rise. In this thesis,
the outer diameter of 22 mm is the design constraint due to the aorta average di-
ameter, which is 24 mm. Three values of 3.3, 5 and 10 mm were selected as the hub
diameter with ratios of 0.15, 0.23 and 0.45 respectively, and the initial numerical
simulations showed a relatively low pressure rise for the impeller with 0.15 hub ratio.
The impeller required higher rotational speeds in order to produce the design point
pressure rise. The impeller with 0.45 hub ratio had difficulty producing the required
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flow rate at low stagger angles. The value of 5 mm was selected for the hub diameter
in this thesis.
Chord Spacing Ratio
This is the ratio of chord length to the pitch and is normally selected based on
experience. The ratio (l/t) is different at each section of the vane and at the hub is
normally 1.25 to 1.3 times that of the tip [128]. The ratio is usually <1 for manu-
facturing reasons.
Number of Blades
The maximum number of blades is normally fixed since adding more blades restricts
the flow area. By adding more blades, the flow rate decreases and leads to a sligh
drop in efficiency. On the other hand, the ideal flow guidance may be achieved by
increasing the number of blades, so the flow leaves the impeller outlet at the exact
blade angle. However, beyond a particular value, the slip factor decreases due to
increased blockage area. 2, 4 and 6 blades are used as input parameters in order to
study the effect of blade number and investigate this trade-off and its relationship
to the pump performance.
Blade Curvature
Three impellers with different inlet and outlet angles but the same curvature (β2−β1)
were analysed. The results showed almost the same pressure rise produced for all
models, meaning the performance is a function of the curvature rather than the inlet
and outlet angles. Although the tangential component of the velocity, cu2 is higher
at higher angles, however, cu1 is also higher by the same difference.
Blade Thickness
The thickness of the blade at each section depends on the chord in order to satisfy
the parameter solidity. Excessive thickness results in separation and high noise lev-
els. The advantage of the airfoil sections is in the fact that they permit the desired
mechanical strength with a minimum sacrifice of efficiency [128]. The N.A.C.A re-
port 460 states that the thickness form is of particular importance from a structural
standpoint. On the other hand, the form of the mean line determines almost inde-
pendently some of the most important aerodynamic properties of the airfoil section.
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The thickness to chord ratio of the impellers are selected to be 0.15 at each section.
The Velocity Triangles
The velocity triangles are similar to that of centrifugal impellers and are used to
establish the inlet and outlet velocity parameters. Figure 2.39 shows the inlet and
outlet triangles followed by the equations to calculate the velocity and blade angles.





where Q is the flow rate and A is the area.
u = u1 = u2 = r.ω (2.80)


















The blade profile was created using the base profile of N.A.C.A 65-series imple-
mented into MATLAB. The airfoil section is created from the camber line and the
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(2Px − x2) 0 ⩽ x < p
yc =
M
(1 − P )2
(1 − 2P + 2Px − x2) p ⩽ x < 1
(2.85)
where M and P are the first two digits of the airfoil code and are the maximum












(1 − P )2
(P − x) p ⩽ x < 1
(2.86)














a4:-0.1015 or -0.1036 for a closed trailing edge.
The constants are presented for a 20% thick airfoil. At the trailing edge, there is a
finite thickness of 0.21% of chord width. By using Equation 2.87, the camber line
position can be derived. It should be noted that the value of yt is the half thickness
and needs to be applied to both sides of the camber line. The position of the upper
and lower curves of the airfoil are then calculated as:
xu = xc − yt sin θ
yu = yc + yt cos θ
(2.88)
xl = xc + yt sin θ
yl = yc − yt cos θ
(2.89)
where




The equations are implemented into MATLAB to generate the coordinates of three
airfoil sections for the numerical investigations.
Chapter 3
Numerical Methods
Theoretical and numerical techniques are used to design more than 150 axial and
centrifugal pumps with various design characteristics. This chapter demonstrates
the numerical investigations by presenting the preliminary design of the impellers,
optimization process and the simulation assumptions followed by justifications. The
chapter particularly investigates the effect of various design parameters such as blade
outlet angle, number of blades and rotational speed on the performance, hemocom-
patibility and force analysis of the designed pumps. Based on the results of numerical
simulations, pumps are selected to be manufactured and tested in different operat-
ing conditions of flow, pressure and rotational speed.
The nondimensional values of specific speeds (ns), specific diameters (ds), head coef-
ficients (ψ) and flow coefficients (φ) are calculated for all pumps and the data points
of specific speeds and diameters are plotted on Cordier diagrams.
The nondimensional and hemocompatibility results presented in this chapter, enable
preliminary design of centrifugal and axial pumps suitable for MCS devices.
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3.1 In-silico Investigations of Centrifugal Pumps
as MCS Devices
In-silico investigations of this study includes the preliminary 1D design of the im-
pellers in Vista CPD, followed by the 3D modification in BladeGen. The numerical
simulation process is then explained with the optimisation of design parameters.
The 3D geometry of the impellers are then exported in CAD softwares for the next
stage.
3.1.1 Vista CPD
Visa CPD is a program that employs a 1D approach for the preliminary design of
centrifugal pumps. The program is a component of ANSYS Workbench and is able
to generate an optimised initial impeller design and export it into other components
of the Workbench. The initial input parameters of the pumps are selected in Vista
CPD and optimised in the next stage, BladeGen. The velocity-based parameters
are calculated using the velocity diagrams. The design point pressure rise, flow rate,
density and viscosity of the working fluid are selected as the design constraints, how-
ever, the flow rate and pressure rise are investigated in wider ranges in the following
stages.
The rotational speed is changed manually to obtain the outlet width in the range of
4-8 mm with 0.2 increments. The outlet angle and the number of blades are selected
in the range of 10°-45° and 3-9 respectively in the optimisation process. With all the
parameters known, the profile is generated based on the cubic Bezier curves. Five
equally spaced spans including the hub and shroud are generated, shown in Figure
3.1.
A representative impeller is selected for presentation. Figure 3.2 shows the θ −m′
curves for the blade from the leading to the trailing edge and Table 3.1 shows the
design parameters of the representative impeller.
3.1.2 BladeModeler / BladeGen
BladeGen is a component of ANSYS BladeModeler, a geometry creation tool de-
signed for turbomachinery. The package is a link between blade geometry design
and the advanced simulation of the pump and can import the model data from an
existing CAD file and enable further modifications on the design. The impeller data
are imported into BladeGen from Vista CPD.
The blade design cell of BladeGen has properties that must be configured based on
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(a) The meridional profile of an impeller
obtained by cubic Bezier curves.
(b) The meridional profile with Bezier
curves control points.
Figure 3.1: Blade meridional profile.
Table 3.1: Design parameters of a representative impeller.
Parameter Symbol Unit Value Parameter Symbol Value
Flow rate Q L/min 4.98 Inlet blade angle, S1(hub) β1S1 76.71°
Pressure rise ∆P mmHg 69.97 Inlet blade angle, S2 β1S2 73.52°
Inlet diameter D1 mm 18.80 Inlet blade angle, S3 β1S3 70.50°
Outlet diameter D2 mm 30.0 Inlet blade angle, S4 β1S4 67.66°
Inlet Area A1 mm2 269 Inlet blade angle, S5(shroud) β1S5 65.00°
Outlet Area A2 mm2 377 Outlet blade angle β2 34.99°
Inlet Width b1 mm 5.41 Number of Blades Z 5
Outlet Width b2 mm 4.0 Specific Speed ns 0.5478
Rotational Speed ω rpm 3060 Specific Diameter ds 5.7440
the design and application constraints. The important cell properties of this study
are discussed here.
Hub
A Hub profile needs to be sketched for the non-flow path hub geometry and be re-
volved to create a body feature.
Blade Topology
The blades are either created with four faces including the leading and trailing edges
and pressure and suction sides or by merging where they are tangent to one another.
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Figure 3.2: θ −m′ curves from the leading to the trailing edge.
Blade Loft
The blade surfaces could be lofted streamwise (through curves that run from hub
to shroud) or spanwise (through the blade profile curves).
Fluid Zone
A StageFluidZone body will be defined for the flow passage and the blade body is
subtracted using an exclosure feature.
Blade and Periodic Surface Extension
Blades and periodic surfaces will be extended to ensure that the blade solid correctly
matches the hub and shroud contours and the StageFluidZone is properly cut.
BladeGen provides an easy tool to the designer to change the control points of the
Bezier curves manually and see the immediate change in the blade shape in a user
friendly interface, as shown in Figure 3.4.
3.1.3 TurboGrid
ANSYS TurboGrid is a meshing tool for CFD analysis of turbomachines. The model
is imported from BladeGen into TurboGrid for the mesh generation. The solution
should be mesh independent, meaning it should not change by changing the mesh
resolution. The method is to refine the mesh and run the initial simulation until the
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Figure 3.3: Spanwise and streamwise lofting of the blade.
(a) The meridional profile of an impeller
imported into BladeGen. (b) 3D outline of the impeller and passage.
Figure 3.4: The impeller in ANSYS BladeGen.
residual falls below 10−4, imbalances are below 1% and monitor points are steady.
The mesh is then refined globally and the monitor points values are compared to the
previous step. If the values are not within an acceptable tolerance to the previous
values, the mesh needs to be refined.
There are four methods to change the mesh density; changing the total passage mesh
size, changing the global size factor, using proportional refinement in the boundary
layer and changing the edge refinement on a specific edge including within the bound-
ary layer.
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The Mesh Independence Study
In this study, the default mesh quality (original mesh) was first used to solve the
problem. The mesh parameters were then multiplied by 0.8 and 1.25 to generate
fine and coarse mesh respectively in a similar fashion to a study conducted by Fraser
et. al. [39]. Pressure rise was selected as the output value for comparison at this
point. The pressure rise in original mesh was considered as the reference and the
pressure rise for the original mesh and the coarse mesh were compared to this value.
The differences were found to be negligible. The small percentage difference in the
results between the original and fine mesh validated the use of original mesh for all
models and confirmed the mesh independence. Table 3.2 shows the output values of
three mesh sizes for the impeller and Figure 3.5 shows the meshed impeller passage
and volute in TurboGrid.











×0.8 66240 75582 70.21 1.7%
Original 160625 176930 71.44 -
×1.25 387362 416395 69.89 2.1%
Figure 3.5: The impeller passage and volute in TurboGrid.
3.1.4 ANSYS CFX
ANSYS CFX was used as the advanced solver to achieve the reliable and accurate
solution. The impeller and volute were imported separately into CFX and defined
as the main domains, Figure 3.6.
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The Impeller domain was subcategorized into four boundaries; Impeller blade, hub,
inlet and shroud and the Volute domain was subcategorized into two; volute passage
and outlet. An interface was defined where the fluid is delivered from the impeller
outlet into the volute.
Figure 3.6: The impeller and volute domains in ANSYS CFX, The arrows indicate the inlet and
outlet of the domains.
The incompressible Navier Stokes equations were used to predict and calculate the
flow fields in the pumps. The model has one rotating domain and it is defined by
creating the fluid volume around the rotor surface. The rotational motion of the
impeller is calculated using Multiple Reference Frame (MRF). In this approach, the
flow is assumed steady state, the grid remains fixed and the relative velocity is cal-
culated throughout the domain.
MRF Model
The MRF model is the simpler of the two approaches (Sliding mesh approach and
MRF approach) for multiple zones. Studies [138, 11] have reported better accuracy
of computing time tradeoff and measured radial and axial velocities using frozen
rotor interface model in impeller-volute assembly. It is a steady-state approxima-
tion where each cell zone can have different rotational speeds independently. The
flow in each zone is solved using the equations of a moving reference frame. A local
reference frame transformation is performed at the impeller-volute interface to en-
able flow variables in one zone to be used to calculate fluxes at the boundary of the
adjacent zone.
The MRF model is useful for turbomachinery where rotor-stator interactions are
weak and the flow between the two zones is not complicated.
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Figure 3.7: Stationary and moving coordinate systems in MRF method.
Equations
A moving coordinate system with a linear velocity of Ð→vt and angular velocity of
Ð→ω
relative to a stationary frame is shown in Figure 3.7.
As Figure 3.7 shows, the origin of the moving coordinate system is shown by a
vector, Ð→r0 .
The axis of rotation is shown in the figure and the unit direction is Ð→a , therefore
Ð→ω = ωÐ→a (3.1)










Ð→ur Velocity of the moving frame relative to the stationary reference frame
Ð→vt Translation frame velocity
The equations can be formulated in two different modes; absolute or relative velocity
formulations. The absolute velocity formulation is recommended for applications in
which the flow in most of the domain is not moving (very large domains) and the
relative velocity formulation is recommended where most of the fluid in the domain
is moving. In this study the second method was used.
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Figure 3.8: Interface treatment for the MRF model.
In this method, the velocities in each subdomain are calculated relative to the motion
of that subdomain. The velocity and its gradients are converted from a moving
reference frame to the absolute stationary frame using the equation
Ð→v =Ð→vr + (
Ð→ω ×Ð→r ) +Ð→vt (3.4)
and the gradient is
∇
Ð→v = ∇Ð→vr +∇(
Ð→ω ×Ð→r ) (3.5)
The conservation of mass is
∂ρ
∂t
+∇.ρÐ→vr = 0 (3.6)







Ð→ω ×Ð→ω ×Ð→r +Ð→α ×Ð→r +Ð→a ) = −∇p+∇.τr +
Ð→
F (3.7)










Ð→vrHr) = ∇.(k∇T + τr) + Sh (3.8)
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The four additional terms in equation 3.7 are 2Ð→ω ×Ð→vr ,
Ð→ω ×Ð→ω ×Ð→r , Ð→α ×Ð→r and Ð→a .
The first two terms, 2Ð→ω ×Ð→vr and
Ð→ω ×Ð→ω ×Ð→r , are the Coriolis and the centripetal
accelerations and Ð→α ×Ð→r and Ð→a are due to the unsteady change of the rotational
speed and the linear velocity. In this study, the third and fourth terms are zero due
to the constant rotational speed and the moving coordinate system not having a
linear velocity in the impeller zone.
The terms Er and Hr used in equation 3.8 are the relative internal energy and the
relative total enthalpy respectively and are defined as













The Limitations to MRF Model and the Solutions
Limitation- For a linearly moving frame, the zone’s boundaries must be parallel to
the linear velocity vector and for rotating frames, the interface must be the surface
of revolution about the rotation axis defined for the fluid zone.
Solution- In this study the moving frame has only the rotational move (and not
linear) and the interface is defined as the surface of revolution about the rotation
axis.
Limitation- The MRF model is only for steady flow. However it could be used for
unsteady flow by adding unsteady terms to the governing transport equations.
Solution- In this study, the pumps are simulated and tested in a steady flow.
Limitation- For particle trajectories, this model is only suitable for massless par-
ticles due to the streamlines based on relative velocity.
Solution- The streamlines were redefined and the particles were tracked based on
absolute velocities.
Limitation- Translational and rotational velocities are constant.
Solution- The translational velocity is zero, the impeller zone has only rotational
movement and the rotational speed is constant.
Limitation- Axisymmetric swirl cannot be modeled with MRF method.
Solution- The inlet flow angle has been assumed 90°, meaning the velocity triangles
are used for a non-swirling inlet flow.
Limitation- There cannot be a single interface between the frames, where part of
the interface is made of a coupled two-sided wall and the other is not coupled.
Solution- The interface between the impeller and volute zones is broken into two
interfaces; one coupled interface and the other one is a standard fluid-fluid interface.
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Boundary Conditions
Boundary conditions were specified to define the rotational speed, inlet pressure
and outlet flow rate. It is common practice to set the opening static pressure at 120
mmHg to correspond to aortic pressure. However, in this study, a relative pressure
of 0 Pa was defined at the inlet. Although it is not physically realistic, but in this
case, the resulted outlet pressure will present the pressure rise of the pump. At the
outlet, a healthy human body blood flow rate (5 L/min) was imposed.
Working Fluid
The rheology of the working has to be determined. Newtonian fluids have constant
viscosity and the viscosity of non-Newtonian fluids vary with shear rate. Blood has
complicated rheology and there are different methods to model it for numerical sim-
ulations. Although blood is a non-Newtonian fluid, for this study it was considered
as an incompressible Newtonian fluid due to shear rates higher than 100/s in a cen-
trifugal blood pump. In VADs shear rates are considered high enough to be in the
shear independent viscosity region and the non-Newtonian properties of blood such
as shear thinning and viscoelasticity are negligible [63, 38].
A density of 1050 kg/m3 and viscosity of 0.0036 Pa.s were defined for the working
fluid.
The Turbulence Model
The blood flow in human body is mostly laminar. However, under conditions of high
flow, particularly in the ascending aorta, the Reynolds number exceeds the transition
value and the flow becomes turbulent. A considerable body of literature exists on
numerical investigation of VADs with different laminar and turbulent models. In
a comprehensive study by Zhang et. al. [159], the laminar and five turbulence
models (Spalart-Allmaras, k − ε [k-epsilon], k − ω [k-omega], SST [Menter’s Shear
Stress Transport], and Reynolds Stress) were implemented to predict blood flow in
a clinically used circulatory assist device, the CentriMag centrifugal blood pump. A
replica of the pump was also designed and prototyped and tested and the flow fields
were measured with digital particle image velocimetry (DPIV). The experimental
results were compared to the CFD results and showed the most deviation in the
laminar model. The study concluded more accurate results with turbulent models
compared to laminar, with k − ε and Reynolds Stress models as the most suitable
models to predict the flow fields.
In this study the k-epsilon (k − ε) turbulence model has been utilized. The model
CHAPTER 3. NUMERICAL METHODS 113
uses the scalable wall-function approach to improve robustness and accuracy when
the near-wall mesh is fine. In the k − ε turbulence model the mesh y+ value has to
be greater than 30 and below 50. The average y+ value on the impeller wall was
calculated for all models in ANSYS post processing in order to justify the use of
k − ε model.
3.1.5 Response Surface Methodology
The response surface methodology is a collection of mathematical and statistical
techniques to explore the relationship between several design, state and response
variables. Generating a response surface is a powerful tool in ANSYS that can be
used as a design optimization method. The main idea is to get as good response
surface as possible with minimum input combinations. Each combination is solved
by ANSYS and based on the results a response surface is created for each output
parameter by fitting a curve through the design points. From this curve fit, the
output results are predicted and investigated for input variable combinations that
haven’t been solved for.
The design variables are defined as
X⃗ = [x1, x2, x3, ..., xn] ∈D
n
xi,min ≤ xi ≤ xi,max, i = 1,2,3, ..., n
(3.11)
Where n is the number of input parameters, D shows the design space and xi,min
and xi,max are the lower and upper limits of the design variables. The state variables
are defined to constrain the design and are shown as
gj,min ≤ gj(X⃗ ∈D
n) ≤ gj,max, j = 1,2,3, ...,m (3.12)
Where m is the number of state variables and gj,min and gj,max are the minimum
and maximum values of each state variable. The objective function is expressed as
fk(X⃗ ∈D
n), k = 1,2,3, ..., l (3.13)
The best feasible solution for one single objective function is found by
min[fk(X⃗ ∈D
n)], (3.14)
A region of of optimum solutions R is defined for the function by
min[fk(X⃗ ∈D
n)] ≤ fk(X⃗ ∈D
n) ≤min[fk(X⃗ ∈D
n)] +∆fk (3.15)
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Where ∆fk is a positive parameter defined to adjust the size of the optimum solution.
The Application
The design space was defined by selecting the input variables.
Design Space:
X⃗ = [x1, x2, x3] (3.16)
x1,min ≤ x1 ≤ x1,max
x2,min ≤ x2 ≤ x2,max





10 ≤ β2 ≤ 45
3 ≤ Z ≤ 9





Figure 3.9 shows the design space represented numerically by points distributed
based on the three ranges of the design variables. The state variables are flow rate
(Q) and pressure rise (H) and the different combinations of the input parameters
are solved in order to derive the efficiency as the output parameter. To determine
the objective functions and state variables, separate finite element models are built
for the analysis.
Figure 3.9: The scatters of design variables distributed in the three dimensional design space.
The values of objective functions and state variables are mapped to the scatters
presented in Figure 3.9 and are investigated for optimum solutions. The response
surfaces are presented in forms of two functions in this study:
η = f1(Z,β2)
η = f2(Z, b2)
(3.17)
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The optimization plots are plotted in separate graphs for the determination of the
common optimum solutions and the design space is reduced in order to increase the
accuracy of the common optimum solutions. Figures 3.10a and 3.10b show a sample
of response surfaces created for the two applications.
(a) The response surface for the function
η = f1(Z,β2).
(b) The response surface for the function
η = f1(Z, b2).
Figure 3.10: Response surface graphs for the design variable optimizations.
3.1.6 Results and Discussion
Numerical simulations have been carried out for extensive number of centrifugal
impellers. The H-Q curves, efficiencies, force characteristics and the hemocompat-
ibility of the pumps are studied and presented in the following sections. In each
section, a group of impellers are presented for the results presentation based on
their characteristics. In each group the impellers are selected to have similar geo-
metric characteristics so that the effect of each parameter can be studied exclusively.
The nondimensional approach of the study makes the results applicable to differ-
ent performance characteristics and not just specific values. Q/Qdes and H/Hdes
show the ratio of volumetric flow rate and pressure rise to their values at the design
point [66, 84].
Performance Curves
Figure 3.11 and 3.12 show the effect of blade number, Z, on the efficiency and head-
flow characteristics (normalized) in a group of pumps. The effect of blade number on
the performance depends on the viscosity of the working fluid. For lower viscosities,
the number of blades has a larger impact on the performance than that of higher
viscosity fluids. The kinematic viscosity of blood at normal body temperature (37°C)
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is 2.65 mm2/s which is low compared with other fluids being pumped by centrifugal
pumps.
Based on Figure 3.11, six, five, and three blades were the most efficient pumps,
whereas nine and eight blades performed with the lowest efficiencies. The maximum
difference between the highest and lowest (9 and 6 blades) efficiencies is ≈25%. The
reason is the increased slip due to larger number of blades, and therefore accounts
for one of the most important parameters for losses. Based on the theoretical and
experimental equations for slip factor, the ideal flow guidance could be achieved
by increasing the number of blades, so the flow leaves the impeller outlet at the
exact blade angle. However, beyond a particular value, the slip factor decreases
due to increased blockage area. According to the results, this particular optimum
value is six. This value is considered a balance between the excessively high surface
friction in pumps with too many blades and unguided diffusion in pumps with too
few blades.
Figure 3.11: Efficiency vs. flow ratio for different blade numbers.
Figure 3.12 shows the effect of blade number on head ratio. Higher number of blades
results in higher head ratio. The results show that impellers with five and six blades
may meet the design point pressure rise at the flow rate of 5 L/min.
Figure 3.13 illustrates the effect of blade outlet angle on the head ratio. Higher
outlet angle results in higher pressure ratio at the same rotational speed. This is
due to the relationship between the total head and the peripheral velocity at the tip
of the blade. The total head at any radius, which is equally divided between static
and kinetic heads, is proportional to the square of peripheral velocity. By increasing
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Figure 3.12: Head ratio vs. flow ratio for different blade numbers.
the outlet angle, the fluid leaves the impeller at a higher inclination and a higher
velocity which results in higher pressure rise at the outlet. According to the test
results, the difference is ≈ 30 mmHg between the minimum and maximum values
which are obtained for 10° and 45° pumps, respectively. This effect is relatively
smaller than that of change in number of blades.
Figure 3.14 illustrates the effect of blade outlet angle on the efficiency of the pumps.
Based on Figures 3.13 and 3.14, angles 15° and 30° have the highest efficiencies but
will result in different values of pressure rise. A 15° outlet angle results in the desired
pressure rise at the design point. Based on the application and installation type of
VADs and the desired pressure rise in the system, the relevant outlet angle could be
selected by the designer.
Figures 3.15 and 3.16 show the effect of outlet width on the pump performance.
An increase in outlet width results in a larger outlet area and higher flow rate. To
keep this flow rate for comparison, there is need for higher resistance in the system
which results in higher pressure rise. Therefore by increasing the outlet width and
keeping the flow rate constant at the design point, the pressure increases and the
efficiency decreases. This pattern is consistent for all impellers with no exceptions.
The optimum value for the outlet width is the smallest value that meets the required
pressure rise.
Figures 3.17 and 3.18 show the head-flow and efficiency curves of a representative
impeller. In all cases, the highest efficiency was achieved at either 2400 or 2600
rpm with most cases at 2600 rpm (Figure 3.18). However, Figure 3.17 suggests a
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rotational speed higher than 2800 rpm in order to meet the design point pressure
rise.
Figure 3.13: Head ratio vs. flow ratio for different blade angles.
Figure 3.14: Efficiency vs. flow ratio for different outlet angles.
CHAPTER 3. NUMERICAL METHODS 119
Figure 3.15: Head ratio vs. flow ratio for different outlet widths.
Figure 3.16: Efficiency vs. flow ratio for different outlet widths.
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Figure 3.17: Head ratio vs. flow ratio for different rotational speeds.
Figure 3.18: Efficiency vs. flow ratio for different rotational speeds.
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Force Analysis
Figure 3.19 shows the axial and radial thrust predictions in a representative pump,based
on theoretical models introduced in the ”Force Analysis” section. The equation
proposed by Lobanoff, Lazarkiewicz and Stepanoff were modeled and the design
constraints were imposed in order to plot the theoretical axial and radial thrusts.
The simulated static axial forces on a representative impeller at different rotational
speeds is presented in Figure 3.20. Table 3.3 compares the magnitudes of axial
thrust, presented in Figure 3.20, at different rotational speeds at the design point
as well as the maximum values. The radial thrust trends presented in this graph
are similar to the theoretical trends and the values are closer to the values from the
Lobanoff model.
Table 3.3: Maximum and design point axial thrust at different rotational speeds.
Rotational Speed (ω)
rpm
2400 2600 2800 3000 3200
Axial Thrust (FZ) at DP
N
0.690945 0.844488 1.104331 1.311024 1.529528
Max. Axial Thrust
N
0.92126 1.098425 1.305118 1.535433 1.84252
Static radial thrust magnitudes and directions are presented in Figure 3.21. Table
3.4 compares the magnitudes of these radial forces at different rotational speeds at
the design point as well as the maximum values. Figure 3.21a shows a radial force
trend similar to the theory proposed by Stepanoff.
Table 3.4: Maximum and design point radial thrust at different rotational speeds.
Rotational Speed (ω)
rpm
2400 2600 2800 3000 3200
Radial Thrust (FR) at DP
N
0.041399 0.08432 0.091208 0.079588 0.134564
Max. Radial Thrust
N
0.160111 0.241327 0.323705 0.253885 0.479062
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(a) Theoretical axial thrust by Lobanoff
equations.
(b) Theoretical radial thrust by Lobanoff
equations.
(c) Theoretical axial thrust by
Lazarkiewicz equations.
(d) Theoretical radial thrust by
Lazarkiewicz equations.
(e) Theoretical axial thrust by Stepanoff
equations.
(f) Theoretical radial thrust by Stepanoff
equations.
Figure 3.19: Axial and radial thrust predictions based on theoretical models
.
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Figure 3.20: The simulated axial thrust in the representative impeller at different rotational
speeds.
(a) Radial thrust magnitudes at different
rotational speeds.
(b) Radial thrust directions at different
rotational speeds.
Figure 3.21: Static radial thrust magnitudes and directions for a representative impeller.
Shear Stress and Hæmolysis
By assuming blood as a Newtonian fluid, the scalar shear stress induced on the fluid
on each boundary is defined [135] by




∑(σii − σjj)(σii − σjj) +∑(σijσij)]
1/2
(3.18)
Hæmolysis is defined as the release of hemoglobin due to mechanical damage to red
blood cells (RBCs) in VADs and MCS devices. The hæmolysis index is a dimen-
sionless parameter used to quantify this concept. There are two major models for
hæmolysis: strain-based and power-law model. The most common method is to re-
late hæmolysis to the shear rate and exposure time through a power-law form [135].








Hb The total hemoglobin concentration
∆freeHb The increase in plasma free hemoglobin
τ The shear stress
texp The exposure time.
The terms α, β and C are constants based on experimental data. Many researchers [44,
160, 54] have conducted experiments using the power law equation and found the
constants based on their results. Most of the published studies related to numerical
estimation of hæmolysis are based on the power law and the constants proposed by
Giersiepen [44]. Table 3.5 represents the power law equations constants and their
covering ranges.








Giersiepen [44] <255 <700 3.620 × 10−5 0.7850 2.4160
Heuser [54] <700 <700 1.800 × 10−6 0.7650 1.9910
Zhang [160] 50-320 <1500 1.228 × 10−5 0.6606 1.9918
The most common method to model the hæmolysis is based on a general form of
the power-law equation. The reason is the functional relationship between the two
quantities, where a relative change in one results in a proportional relative change in
the other one, independent of the initial size of the quantities. The first power-law
equation was used for a Couette shearing device (shear stress <255 Pa, exposure
time <700 msec) and the constants α, β and C were found to be 0.785, 2.416 and
3.62 × 10−5 respectively [44].
There are two approaches for computational models to estimate hæmolysis: Eulerian
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and Lagrangian [135]. In the Eulerian approach, the damage index is integrated over
the entire computational flow domain, so the high hæmolysis locations could be
discerned inside the domain whereas in the Lagrangian formulation the integration
is along the flow path lines. In a previous study [135] the two methods are compared
and evaluated by experimental data in a shearing device and a clinical VAD. The
study showed that both methods have high percentage errors, meaning they could
not accurately predict the magnitude of the hæmolysis. However, the Eulerian
approach had large correlation coefficients showing that it could be used to compare
different devices and pump designs to each other by predicting relative hæmolysis.
In this study, in the Eulerian scalar transport approach, ∆freeHb′ was defined as




+ vρ.∇(∆freeHb′) = S (3.20)
Where v is the mean inlet velocity (m/s) and S is the source term and defined as
S = ρ(Hb.C.τβ)1/α (3.21)
In order to express the degree of hæmolysis, Normalised Index of Hæmolysis (NIH)
was proposed to account for the plasma volume based on the hemotocrit and it is
given by
NIH(g/100l) = 100 × ∆freeHb
Hb
× (1 −Hct) × k (3.22)
Where Hct is the hematocrit and k is the hemoglobin content of blood and these
quantities are 45% and ≈ 150g/L respectively for a healthy person [10].
Based on the values of linear velocity on the surface of the impeller (48 m/s) and
inside the pipes (0.2 m/s), the shear stress in the pipe is negligible compared to that
of the gap between the impeller and housing and on the impeller surface (20 to 40
times larger on the impeller). Figures 3.22 and 3.23 show how simulated NIH values
change with the outlet width and number of blades with respect to the outlet angle.
Based on Figure 3.22, by increasing the number of blades at a constant rotational
speed, the pressure increases and results in higher shear stress and NIH. To compare
the impellers at the same pressure rise, a lower rotational speed is needed for higher
number of blades and it leads to a lower shear stress and NIH. Therefore higher
number of blades at low rotational speeds and lower number of blades at high rota-
tional speeds will have more or less the same effect on hæmolysis and shear stress.
Therefore, the priority is lower number of blades at a higher rotational speed to keep
the surface area minimum, which is another contributing factor to the hæmolysis.
The effect of change in outlet angle on hæmolysis is lower at low number of blades.
However, higher outlet angle at the same rotational speed results in a slight increase
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Figure 3.22: The simulated NIH for different blade numbers and outlet angles.
in pressure rise and therefore shear stress and NIH. One way to find the most hemo-
compatible angle is to lower the needed rotational speed by increasing the angle to
an optimum value. This value is an angle that leads to a pressure rise close to design
point and NIH lower than the recommended critical value. This critical value for
NIH is estimated at 0.01g/100L [25] and is marked with a dashed line in Figures
3.22 and 3.23.
Figure 3.23 shows a higher probability of hæmolysis by increasing the outlet width.
The reason is the higher pressure rise and therefore higher shear stress and subse-
quent NIH. Lower values of outlet width are suitable for a larger variety of outlet
angles. At higher outlet widths (>6 mm), the outlet angle needs to be selected
carefully, as there is a high probability of hæmolysis in an impeller with high outlet
width and angle.
Figures 3.24-3.27 illustrate the CFD results of pressure contours, velocity stream-
lines and the wall shear stress on the blades and inside the volutes for three pumps at
five different rotational speeds. The first two rows show the results for two pumps
with 3 blades and outlet angles 15° and 25° and the third row is a pump with 6
blades and 25°. These representative pumps were selected for presentation in order
to separately illustrate the effect of blade number, outlet angle and rotational speed
on the pressure, velocity and wall shear stress in the pumps. Figure 3.24 shows a
significantly larger difference between the second and third impellers than the first
two, meaning the effect on the pressure by adding three blades is more significant
than increasing the outlet angle by 10° and this difference is more explicit at higher
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Figure 3.23: The simulated NIH for different outlet widths and outlet angles.
rotational speeds. Figures 3.13 and 3.12 also confirm the findings.
The velocity streamlines in Figure 3.25 show higher velocities at the volute tongue for
the first and second pumps and around the snail for the second and third pumps.
From the data, it is apparent that higher outlet angles result in higher velocity
around the volute and fewer blades results in higher velocity at the tongue of the
volute. The first two pumps show some vortices at the volute outlet whereas the
second two pumps have more irregularities in between the vanes. The vortices are
formed closer to the center at higher rotational speed. Another interesting finding
is that the rotational speed mainly affects the velocity around the volute and has
very small or no effect on the tongue velocity.
Figures 3.26 and 3.27 illustrate the wall shear stress on the blades and volutes re-
spectively. As expected, the concentration is on the blade leading edge and is higher
at higher rotational speeds. The results show higher shear stress in the pumps with
fewer blades and lower outlet angles, whereas in Figure 3.22, higher NIH values are
reported for higher angles and number of blades. This may be explained by taking
the volute wall shear stress into account and consider the effect of pressure rise on
the hæmolysis. Figure 3.27 also shows a high concentration of shear stress at the
tongue of the volutes for the first two pumps. However, all the values on the blades
and volutes are lower than 100 Pa and lower than the critical value (150 Pa) knowing
the fact that the pumps have relatively low outlet widths (4.2 mm, see Figure 3.23).
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Figure 3.24: Pressure distribution in three pumps at different rotational speeds.
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Figure 3.25: Velocity streamlines in three pumps at different rotational speeds.
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Figure 3.26: Impeller wall shear stress in three pumps at different rotational speeds.
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Figure 3.27: Volute wall shear stress in three pumps at different rotational speeds.
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3.2 In-silico Investigations of Axial Pumps as MCS
Devices
In-silico investigations of the axial pumps in this chapter include the design process
in MATLAB, computational methods, numerical simulations and generating the 3D
geometry in CAD softwares.
3.2.1 Design MATLAB Program
A MATLAB code was originally written by Dr. Akbar Rahideh and modified by
Dr. Amin Rezaienia and myself during my Ph.D. studies for a general preliminary
design for the geometry of the blades. The main purpose of the code is to generate
2D coordinates of three sections of a blade: hub, mean effective and tip. The design
parameters are categorised into four groups in a similar fashion to the previous
sections. The parameters based on empirical equations and graphs of industrial
pumps are not used in the process in order to avoid the effect of Reynolds number.
Preliminary parameters including the head and flow coefficients are selected based
on previously successfully designed small axial pumps [119]. The velocity-based
parameters are calculated using the velocity triangles equations implemented into
MATLAB. The design point pressure rise, flow rate, density, viscosity and diameter
are dictated as design constraints, as mentioned earlier, and were investigated in the
numerical simulations in a wider range.
(a) The airfoil profiles for the hub, tip and
mean effective diameter. (b) 3D profile of the blade.
Figure 3.28: The blade profile of a representative impeller generated by the MATLAB design
code.
The outlet angle is selected in the range 2°-40° and the number of blades at 2,
4 and 6. The rotational speed is changed manually in order to obtain a suitable
pressure rise at different selected angles and four different values are investigated in
the numerical simulations and experiments. With these parameters known, three
airfoil profiles are generated for the hub, tip and the mean effective diameter and
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lofted gradually to generate the 3D blade profile. A representative impeller with a
20° outlet angle is selected for presentation. Figure 3.28 shows the airfoil profiles
and the 3D blade of this impeller generated by MATLAB.
3.2.2 Fluid Flow (CFX)
The ANSYS Fluid Flow CFX is used to simulate the fluid domain. CFX is a com-
plete package comprising of the DesignModeler, Mesh and the CFX setup, solution
and results tools.
DesignModeler
The DesignModeler tool is a component of the Fluid Flow CFX and can import the
3D model data from an existing CAD file. The impellers are imported into this com-
ponent and surfaces are defined as well as the volute fluid zone, which is a circular
tube around the impeller. Figure 3.29 shows different views of the representative
impeller in the DesignModeler.
Figure 3.29: The representative impeller imported in DesignModeler.
Mesh
The mesh independence study was conducted in a similar fashion to the previous
sections and the small percentage difference in the results between the original and
fine mesh validated the use of the original mesh for all models and confirmed the
mesh independence. Table 3.6 shows the values of three mesh sizes for the represen-
tative impeller. The pressure rise was selected as the output value and the original
mesh is the reference point. The small differences of 2.3% and 1.6% for the coarse
and fine mesh pressure rise validates the use of original mesh.
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×0.8 77264 11349 48.312 2.3%
Original 174440 37287 47.228 -
×1.25 405668 310363 46.45 1.6%
CFX
ANSYS CFX is used as the advanced solver to achieve a reliable and accurate solu-
tion. Due to the simplicity of the flow in this type of pump, compared to centrifugal,
there is only one domain defined in this part of the study. Figure 3.30 shows the
defined domain in the CFX. The cylindrical flow passage is defined as the volume
around the impeller and the impeller body is extracted from this volume.
Figure 3.30: The impeller and volute domain in ANSYS CFX. The arrows indicate the inlet and
outlet of the domain.
The incompressible Navier Stokes equations are used to predict and calculate the
flow fields in the pumps. The model has one rotating domain and it is defined by
creating the fluid volume around the rotor surface. The rotational motion of the
impeller is calculated using Multiple Reference Frame (MRF). In this approach, the
flow is assumed steady state, the grid remains fixed and the relative velocity is cal-
culated throughout the domain. The MRF model has been fully discussed in the
previous sections.
Boundary Conditions
Boundary conditions are specified to define the rotational speed, inlet pressure and
outlet flow rate similar to the previous sections. At the outlet, a healthy human
body blood flow rate (5 L/min) is imposed and at the inlet a relative pressure of 0
Pa is defined.
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Working Fluid
The working fluid is defined with the human blood characteristics at 37°C and is
assumed an incompressible Newtonian fluid due to the high shear rates in axial
pumps. The density of 1050 kg/m3 and viscosity of 0.0036 Pa.s are defined for the
working fluid.
The Turbulence Model
In this chapter the k-epsilon (k−ε) turbulence model is utilized. In order to validate
the use of this model, the average mesh y+ value on the impeller wall is calculated
for all models in ANSYS post processing and compared to the acceptable value
(30-300).
The Tip Clearance
The gap between the impellewr and housing has an impact on the efficiency as well
as blood trauma. Smaller tip clearance results in higher efficiency but at the cost of
a higher value of shear stress and therefore higher possibility of damaging the blood
cells. The primary reason for close tip clearance is to minimize leakage around
the tip and improve the volumetric efficiency [68]. An optimum value needs to be
determined for every pump based on the operating conditions in order to maximize
the efficiency while keeping the shear stress and NIH under the critical values. In
this study, considering a 22 mm diameter for impellers and 24 mm diameter for an
average human aorta, a tip clearance of 1 mm is modelled for the simulations and
experiments.
3.2.3 Results and Discussion
Numerical simulations are conducted for 62 axial impellers with different blade num-
ber and angles. Efficiencies, force characteristics and hemocompatibility of the
pumps are analysed and presented in the following section. All the axial pumps
analysed numerically in this part of the study, are then manufactured and tested.
Therefore, the simulations are only used to compare the pumps in terms of hemo-
compatibility and force characteristics and the performance curves are presented for
experimental results in the next section.
Similar to the previous sections, the results are presented in their nondimensional
format of head and flow ratios, where Q/Qdes and H/Hdes present the ratio of volu-
metric flow rate and pressure rise to their values at the design point [66, 84].
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Force Analysis
The magnitudes of axial and radial forces acting on the impeller show much lower
radial and higher axial forces compared to centrifugal impellers. The forces are
compared in two forms: For the representative impeller for different rotational speeds
and for 14 impellers with different outlet angles at a constant speed, in order to study
the effect of β2 on the force characteristics.
The simulated static axial forces on a representative impeller (A) with a 20° outlet
angle is shown in Figure 3.31a for 4000-7000 rpm. As expected, higher rotational
speed results in higher axial thrust. At lower rotational speeds the change is ≈0.5 N
for every 1000 rpm and it decreases at higher speeds.
(a) The simulated axial thrust for impeller
A (β2=20°) at different rotational speeds.
(b) The simulated radial thrust for impeller
A at different rotational speeds.
Figure 3.31: Axial and radial thrust magnitude for the representative impeller A.
Figure 3.32a shows the simulated axial thrust for 14 impellers with different outlet
angles rotating at 7000 rpm. The graph may be used to study the effect of change in
outlet angle on the force and to design the bearing system. Based on Figure 3.32a,
higher outlet angles lead to higher axial forces on the impeller, however, it should be
noted that the graph presents the impeller forces at 7000 rpm for all impellers. Based
on the experimental results, presented in the next section, this speed is not a suitable
speed for impellers with low outlet angles and may not produce the required head
rise. Therefore, by increasing the rotational speed for impellers with lower outlet
angles, the axial thrust increases.
Figures 3.31b and 3.32b illustrate the simulated radial thrust for the same impellers.
As expected, the magnitude of radial thrust is much lower than that of centrifugal
pumps.
The magnitudes of radial forces help in the design process of magnetic bearings.
Higher rotational speed and outlet angle result in higher radial thrust. The effect
CHAPTER 3. NUMERICAL METHODS 137
(a) The simulated axial thrust for different
outlet angles at 7000 rpm.
(b) The simulated radial thrust in for
different outlet angles at 7000 rpm.
Figure 3.32: Axial and radial thrust magnitude for different outlet angles, rotating at 7000 rpm.
of both parameters in the magnitude of radial forces is smaller than that in axial
thrust. Based on the values of radial forces, the magnitudes are low even at high
rotational speeds and therefore may not cause any limitations on the design of axial
blood pumps. The direction of radial thrust is evenly distributed around the rota-
tional axis due to the symmetric design of the impeller and housing.
Shear Stress and Hæmolysis
The Eulerian scalar transport approach is used to estimate the hæmolysis in the
pumps. The power-law equation, based on the constants from Giersiepen [44], is
used to model the hæmolysis in a similar fashion to the previous sections. Figure
3.33 shows the values of estimated hæmolysis in the pumps. The graph illustrates
the values for different outlet angles at different rotational speeds.
The critical NIH value (0.01g/100L) [25] has been marked with a dashed line and
in general shows a higher value of NIH for higher rotational speeds and higher
outlet angles. At the given speeds, angles higher than 35° may reach the critical
level of hæmolysis at 6000 rpm and this increases to 20° at higher rotational speeds
(7000 rpm). Comparing at a constant rotational speed, the lower blade angles are
suitable for this application, due to the lower NIH and therefore, lower probability of
hæmolysis. However, lower blade angles produce much lower pressure rise compared
to higher angles. This will be discussed in the experimental results section in the
following chapter. These impellers need higher rotational speeds in order to reach
the design point flow rate and pressure rise. The higher rotational speed will increase
the value of NIH and therefore, there is a trade-off between the required pressure rise
and NIH value in the pumps. An optimum value of angle needs to be determined to
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Figure 3.33: The simulated NIH for different outlet angles at four rotational speeds.
produce the required pressure head, as well as keeping the shear stress and NIH under
the critical values. This trade-off will be discussed in more details in the following
section where the experimental results of performance curves are presented.
Figure 3.34: The simulated wall shear stress on airfoil surface at 75% span for β2=2°.
Figures 3.34-3.38 show the simulated wall shear stress on the airfoil of 5 impellers
with different stagger angles. The values are calculated on a selected airfoil 2D
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profile of the blades at 75% span for 4000-7000 rpm. The maximum values of shear
stress show the leading edge of the blades.
Figure 3.35: The simulated wall shear stress on airfoil surface at 75% span for β2=10°.
Figure 3.36: The simulated wall shear stress on airfoil surface at 75% span for β2=20°.
The graphs suggest angles <20° and/or rotational speeds <5000 rpm for shear stress
values <150 Pa.
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Figure 3.37: The simulated wall shear stress on airfoil surface at 75% span for β2=30°.
Figure 3.38: The simulated wall shear stress on airfoil surface at 75% span for β2=40°.
Figures 3.39, 3.40 and 3.41 illustrate the wall shear stress and the pressure distri-
bution on, before and after the impellers for 5 different outlet angles at 4 different
rotational speeds. The columns and rows will help to observe the effect of angle and
rotational speed on the induced shear stress and pressure rise. Figure 3.39 shows
a concentration of wall shear at the leading edge of the impellers and towards the
suction side and the tip span of the blades. The reason is the high velocity gradient
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(shear rate) at the tip and on the leading edge of the blades. This is consistent
for all models at all speeds. Considering the critical shear stress of 150 Pa, stagger
angles higher than 25° rotating at >6000 rpm result in shear stress >150 Pa and
may cause hæmolysis.
Figures 3.40 and 3.41 help to see the effect of outlet angle and rotational speed on
the pressure gradient on, before and after the impeller. Higher pressure is observed
near the tip for all models as expected. The change of pressure from inlet to outlet
is also shown. A drop in pressure is noticed near the hub and the drop is larger at
higher rotational speeds and higher stagger angles. The pressure drop near the wall
is a result of the change in flow from the upstream to the cavity of the hub area
and the vane surface. The design point pressure rise may be delivered by increasing
the rotational speed and the stagger angle but with the cost of higher shear stress
and higher probability of hæmolysis. The designer can find a trade-off based on the
desired pressure rise and the application of the device.
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Figure 3.39: Wall shear stress for different angles at different rotational speeds.
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Figure 3.40: Pressure distribution on the impeller for different angles at different rotational
speeds.
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Figure 3.41: Pressure rise for different angles at different rotational speeds.
Chapter 4
Experimental Techniques
In this chapter, the Impeller selection based on the numerical results is presented.
The CAD design of the impellers and the design and development of a single loop
test rig is described. The experimental process and measurement techniques are
introduced, followed by the experimental results, discussions and comparisons to
the numerical outcomes. The nondimensional values of specific speeds (ns), specific
diameters (ds), head coefficients (ψ) and flow coefficients (φ) are calculated for all
pumps and the data points of specific speeds and diameters are plotted on Cordier
diagrams.
The chapter is concluded with the presentation of two ns − ds diagrams for small
centrifugal and axial pumps suitable for MCS devices, which enable the preliminary
design of pumps suitable for MCS devices.
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4.1 In-vitro Investigations of Centrifugal Pumps
as MCS Devices
4.1.1 SolidWorks
The Vista CPD output is seven EXCEL files with xyz coordinates; five equally spaced
streamlines of a single blade, one hub and one shroud. The files were imported to
SolidWorks software as 3D curves. The curves were then converted to 3D surfaces
and then lofted to create a single blade, Figure 4.1.
Figure 4.1: Drawing a blade in SolidWorks.
Using the coordinates of the hub and shroud, the curves are revolved around the
rotation axis to create the hub and shroud (Figure 4.2). The single blade is then
patterned around the hub and fillets on the edges are implemented to avoid the
manufacturing complications.
Figure 4.2: A shrouded 5 bladed impeller in SolidWorks
4.1.2 The O-loop
A single loop test rig, which will be denoted as O-loop hereafter, was designed and
developed to test the 3D printed impellers. The O-loop is divided into three sec-
tions: the pump, the power system and the circulation system.
The pump
The pump consists of the impeller and housing, which includes the volute and two
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support plates.
The Power System
The power system consists of a high-speed Brushless DC (BLDC) motor (Maxon
EC 45, 45mm diameter, brushless, 250 Watt), a controller to vary the motor speed
and a coupling mechanism to directly drive the rotor of the pump through sealed
ball bearings.
The Circulation System
The circulation system consists of tubing, a hand operated Hoffman clip to manu-
ally change the resistance in the system, an electromagnetic Siemens flow meter to
measure the flow rate, two pressure transducers to measure the pressure at the inlet
and outlet of the pump.
Figures 4.3 and 4.4 show the schematic and the actual the O-loop.
Figure 4.3: The schematic diagram of the O-loop [66].
4.1.3 The Working Fluid
A blood analog solution was used as the working fluid in the O-loop. The solution
is 65% water and 35% glycerol (by volume) in order to obtain the closest values of
density (1050 kg/m3) and viscosity (0.0036 Pa.s) to those of human blood at 37°C.
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Figure 4.4: The O-loop.
4.1.4 Measurement Systems
The electric motor, pressure transducers and the flow meter were connected to a
computer through a data acquisition system and the operating conditions were con-
trolled or measured using LabView interface designed for this purpose, shown in
Figure 4.6.
The experiments were conducted for five different rotational speeds, 2400 rpm to
3200 rpm with increments of 200. For each rotational speed, the resistance of the
system was changed manually by closing the Hoffman clip, from low resistance (wide
open, full flow) to high resistance (closed tube, no flow). The inlet and outlet pres-
sure, flow rate, motor voltage and current were monitored, measured and recorded
continuously. The data sampling rate was set to 1 kHz for flow rate and pressure
measurements.
4.1.5 Experimental Errors and Uncertainties
The instruments were calibrated before every experiment and used with great care,
however no physical quantity can be measured with perfect certainty and there are
always errors in any measurement. This means that if we measure the pressure
rise and flow rate and then repeat the measurement, we will most likely measure a
different value. The experimental error is defined as the difference between measured
values and the true value, or the difference between different measured values. This
error is measured by its accuracy and precision. Accuracy measured how close the
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measured value is to the true (or accepted) value and precision measures how closely
the measured values agree to one another. Precision is also known as repeatability or
reproducibility and if the precision of an experiment is within an acceptable range,
the experiment is considered repeatable [19, 136]. Figure 4.5 shows the difference
between accuracy and precision.
Figure 4.5: Accuracy and precision.
Significant Figures
The precision of a measurement can be measured by the number of significant digits
with which the results are reported. The smallest unit every instrument can measure
is used to determine the precision of that instrument. In general, in digital instru-
ments, the measurement is usually reported with a precision of ±1/2 of the smallest
unit of the instrument. In these experiments, the instruments precisions are ±1/2 0.1
V or ±0.05 V.
Percent Error
Percent error shows the accuracy of a measurement by the difference between the






The percent difference shows the precision of two measurements by the ratio of the
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Mean and Standard Deviation
In case of experiment repetition, the measured values could be grouped around a
center value. This distribution can be defined by two quantities; the mean value,
which shows average value of all the measurements, and the standard deviation,
which shows the spread or deviation of the measured values around the average










(x1 + x2 + x3 + ... + xN−1 + xN) (4.3)












Finally, the result of the measurement is reported in the form
x = x̄ ± σ (4.5)
This means that the best estimate for the measured quantity is x̄ but may also vary
from x̄ − σ to x̄ + σ. In this study, the experiments are not meant to provide a
pre-calculated theoretical value and/or to prove a theory, therefore there is no true
value defined. This means the percent error is not suitable for results presentation.
For sake of clarity, the mean and standard deviation were selected as the best way
for presentation of the results. The experiments were repeated three times for each
impeller in order to minimize the uncertainty and verify the repeatability of the
experiments.
4.1.6 Results and Discussion
Efficiency, pressure rise, specific speed and diameter, head and flow coefficients were
measured or calculated at different operating conditions and were plotted in relevant
graphs. Figure 4.7 is a Cordier diagram showing specific speed and specific diameter
of 88 efficient pumps based on the highest efficiency points of each pump. The
numerical results, presented in the previous section, were used to make an initial
estimation at the size, rotational speed, shape and the performance (pressure rise
and flow rate) of a group of impellers.
The impellers with different characteristics were manufactured and tested in the
O-loop.
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Figure 4.7: Highest efficiency points on ns − ds Cordier diagram for all impellers
(2 × 104<Re<7 × 104) [66].
Figure 4.8 shows the profile of two representative models selected for illustration;
Impeller A (31 mm diameter, 4 blades, 22.5° outlet angle, 4.2 mm outlet width) and
impeller B (31 mm, 7 blades, 27.5°, 4.0 mm).
Figure 4.8: Profiles of the impellers A and B [66].
Figures 4.9-4.12 show the numerical and experimental efficiency and head ratio
(H/Hdes) versus flow ratio (Q/Qdes) for impellers A and B. Uncertainty is the stan-
dard error and the error bars are shown only in specific data points for clarity.
CHAPTER 4. EXPERIMENTAL TECHNIQUES 153
Figure 4.9: Numerical and experimental efficiency vs. Q/Qdes for impeller A [66].
Figure 4.10: Numerical and experimental efficiency vs. Q/Qdes for impeller B [66].
The comparison between the experimental results and the expected numerical curves
shows a consistent difference pattern for all models and is shown in Figures 4.9 and
4.10 for impellers A and B. The highest experimental efficiency of 72.28 ± 0.41% was
obtained for impeller A at Q/Qdes = 1.19. This value was close to the numerical
efficiency of 75.17% at the same flow rate (3.84% error). The difference between
numerical and experimental efficiencies reaches a maximum (≈7%) at Q/Qdes = 0.8
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for impeller A. This difference is mainly due to the frictional head losses in the
experiments. These losses are composed of the frictional losses in the suction and
discharge piping system, which are the sum of frictional losses caused by the water
flowing through the inlet and outlet pipes, fittings and measuring equipment, two
bearings used on the shaft which are not modeled in the numerical simulations.
Also, the impeller and the volute are manufactured with the finest possible surface
precision, but are not as smooth as simulated models. This surface roughness effect
is another factor contributing to this difference.
In all cases, it was observed that the numerical efficiency is closer to the real tested
values at higher flow rates and higher rotational speeds. This could be the result of
using the k − ε turbulence model in the computational analysis, which improves the
accuracy and is closer to the real value at higher Reynolds numbers.
Figure 4.11: Numerical and experimental H/Hdes vs. Q/Qdes for impeller A.
Figures 4.11 and 4.12 show the head ratio versus flow ratio for impellers A and B.
In the numerical model, the highest pressure is at no flow condition, as expected
from theory. However, in the experiments, pressure slightly increases by flow rate
until it gets to a maximum value at flow rate of about half the design point and
then decreases moderately. The reason is the slip between the fluid and the blades,
which is higher at very low flow rates, because of higher resistance in the system.
This difference is normally smaller in impellers with lower number of blades because
of lower contact area and therefore lower slip factor.
Figure 4.13 plots the numerical and experimental hydraulic efficiency versus specific
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Figure 4.12: Numerical and experimental H/Hdes vs. Q/Qdes for impeller B.
Figure 4.13: Numerical and experimental efficiency vs. ns for impellers A (left) and B (right) [66].
speed for impellers A and B. Data points are deleted for clarity and third order
polynomials are fitted to the data points, with their equations and R2 values pre-
sented on the graph. The gap between the numerical and experimental efficiency
gets large when ns ⩾ 1.5 and this applies to all tested models. The reason is the
higher rotational speed and flow rate and therefore lower pressure rise due to no or
low resistance in the system. This leads to frictional head losses being the only fac-
tor in the difference between numerical and experimental pressure rise. Neglecting
high specific speeds, the maximum difference between numerical and experimental
efficiency is 7.1% for impeller A.
Figure 4.14 shows the numerical and experimental head and flow coefficients for
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Figure 4.14: Numerical and experimental head coefficient (ψ) vs. flow coefficient (φ) for impellers
A (left) and B (right) [66].
impellers A and B. The second order polynomials are fitted to the data points, with
equations and R2 values presented on the graphs. This graph in addition to Figures
4.13 and 4.7 is useful for preliminary design and finding the optimum diameter and
rotational speed for a desired range of flow rate and pressure rise. The maximum
difference between numerical and experimental head coefficients at the design point
is 0.05, which is 9.1%.
Figure 4.15 is presenting a typical H-Q curve for impeller A in steady conditions of
the O-loop in comparison with transient flow in a cardiovascular simulator [104, 103].
The top axis relates to the steady flow curve with a pressure of 90.84 mmHg at 5
L/min and the bottom axis is related to the transient flow at 5 L/min with maximum
and minimum pressures of 115 and 78 mmHg and an average of 90.72 mmHg.
Figure 4.15: Impeller A performing in steady condition and transient flow [66].
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4.2 In-vitro Investigations of Axial Pumps as MCS
Devices
The in-vitro investigations of the axial pumps include designing the geometry of the
blades in SolidWorks, manufacturing the impellers and testing them using a single
loop test rig, designed and developed for this purpose.
4.2.1 SolidWorks
The MATLAB code output is three EXCEL files with (x, y) coordinates of the airfoils
representing the hub, tip and the mean effective diameter. The files are imported
into SolidWorks as 2D curves. The curves are then converted to surfaces and then
lofted to create a single blade of impeller A, Figure 4.16.
Figure 4.16: Drawing the impeller blade in SolidWorks.
Using a suitable hub at the center, the blade is then patterned around the hub and
fillets are implemented on the edges to avoid manufacturing complications. Figure
4.17 shows the representative impeller A in SolidWorks with a 20° outlet angle.
Figure 4.17: Impeller A, created in SolidWorks.
4.2.2 The O-loop
A single loop test rig similar to that for centrifugal pumps is designed to test the im-
pellers. The O-loop is divided into three sections similar to the centrifugal test setup.
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The Pump
The pump consists of the impeller and housing.
The Power System
The power system consists of a high-speed Brushless DC (BLDC) motor (Maxon,
EC max 22, 25 Watts), a controller to vary the motor speed and a coupling mecha-
nism to directly drive the rotor of the pump through sealed ball bearings.
The Circulation System
The circulation system consists of tubing, a hand operated Hoffman clip to manu-
ally change the resistance in the system, an electromagnetic Siemens flow meter to
measure the flow rate and two pressure transducers to measure the pressure at the
inlet and outlet of the pump.
Figures 4.18 and 4.19 show the schematic and the actual O-loop.
Figure 4.18: The schematic diagram of the axial O-loop.
4.2.3 The Working Fluid
A blood analog solution was used as the working fluid in the O-loop. The solution
is 65% water and 35% glycerol (by volume) in order to obtain the closest values of
density (1050 kg/m3) and viscosity (0.0036 Pa.s) to those of human blood at 37°C.
4.2.4 Measurement System
The same measurement system used in the centrifugal pump test setup is employed
to measure and record the data. The electric motor, pressure transducers and the
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Figure 4.19: The O-loop.
flow meter are connected to a computer through a data acquisition system and the
operating conditions are controlled (rotational speed) and recorded (pressure rise,
flow rate, current, voltage) using LabView program created for this purpose.
4.2.5 Results and Discussion
Efficiency, pressure rise, specific speed and diameter, head and flow coefficients are
measured or calculated at different operating conditions and are plotted in relevant
graphs. The experimental results are presented in several forms. The performance
curves are presented for the representative impelle A, with a 20° outlet angle, oper-
ating at different rotational speeds in order to study the effect of rotational speed
on the performance for a typical impeller. The curves are also presented for a group
of impellers with different outlet angles, in order to study the effect of outlet angle
on the pump performance. The nondimensional characteristics of efficiency, specific
speed and specific diameter of the manufactured pumps are presented in η −ns and
ns − ds Cordier diagram.
Figure 4.20 shows the profile of impeller A with 22mm diameter and a 20° outlet
angle.
Rotational Speed
The first set of analyses examined the impact of rotational speed on the pump
performance. Figure 4.21b shows the experimental efficiency (η) versus flow ratio
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Figure 4.20: The profile of impeller A, selected for results presentation.
(Q/Qdes) for impeller A at different rotational speeds 4000-7000 rpm. In general, for
axial pumps, the efficiency increases with the flow rate for the entire range, whereas
in centrifugal pumps, there is an optimum point of efficiency where it decreases after
a certain point and is normally higher than the design point flow rate.
(a) Head ratio versus flow ratio. (b) Experimental efficiency versus flow ratio.
Figure 4.21: Performance curves of the impeller A at different rotational speeds.
Figure 4.21b shows the same values of maximum efficiency at different rotational
speeds (≈30%) for the pump, but at different flow rates. The slope of the curve is
higher for lower rotational speeds, resulting in a higher efficiency at the design point.
Therefore, the lowest rotational speed is the most favourable in terms of efficiency.
However, the rotational speed needs to be sufficient for the pump to produce the
required pressure rise. It is necessary to consider both efficiency and head rise graphs
in order to select the most suitable rotational speed.
Figure 4.21a illustrates the head ratio (H/Hdes) versus flow ratio (Q/Qdes) for the
same impeller at the same rotational speeds. For this particular impeller (β2=20°),
5000-6000 rpm results in the required pressure rise being delivered by the pump.
4000 rpm produces ≈60% and 7000 rpm results in ≈1.2 times the design point pres-
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4000 rpm 1.186 0.006 0.0052 32.74 27.81 0.54
5000 rpm 1.580 0.007 0.0067 31.66 25.25 0.74
6000 rpm 1.945 0.007 0.0083 30.98 19.95 0.92
7000 rpm 2.250 0.008 0.0097 30.37 17.64 1.14
sure rise. Figures 3.31a, 3.31b and 4.21 present a complete set of numerical and
experimental results for impeller A. The data extracted from these graphs are pre-
sented in Table 4.1. The data suggest that for this particular impeller, 5000-6000
rpm is a suitable range for rotational speed. 6000 rpm may have advantage over
5000 rpm in terms of the required pressure rise. The impeller will almost meet the
design point pressure rise at 6000 rpm compared to ≈ 75% of pressure rise at 5000
rpm. However, the probability of hæmolysis is higher (0.0083) and closer to the
critical value at 6000 rpm.
Outlet Angle
The effect of blade outlet angle on the pump performance is studied by testing a
group of 14 impellers. Figures 4.22b and 4.22a compare the experimental efficiency
and head ratio (H/Hdes) versus flow ratio (Q/Qdes) for the impellers rotating at
6000 rpm.
(a) Head ratio versus flow ratio for different
outlet angles at 6000 rpm.
(b) Experimental efficiency versus flow ratio
for different outlet angles at 6000 rpm.
Figure 4.22: Performance curves for different outlet angles, rotating at 6000 rpm.
The results show that low outlet angles (<10°) may not reach the required flow rate
and angles lower than 15° may deliver the design point pressure rise, but fail to
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meet the required pressure rise at this rotational speed. Increasing the rotational
speeds for these pumps to reach the design point characteristics may lead to high
shear stress and subsequent NIH and therefore increase the probability of hæmolysis.
Impellers with higher outlet angles (>30°) may reach both design point flow rate and
pressure rise at relatively low speeds, however, the efficiency of the pump decreases
at these outlet angles.
















16.5° 1.593 0.005 0.0077 20.69 12.98 0.85
18.5° 1.696 0.006 0.0082 24.14 16.58 0.88
20° 1.945 0.007 0.0083 30.98 19.95 0.92
25° 2.218 0.009 0.0088 37.77 25.50 0.98
30° 2.458 0.010 0.0094 30.57 20.36 1.07
35° 2.870 0.012 0.0101 16.01 7.64 1.13
Based on the graphs, the optimum outlet angle for achieving the highest efficiency
is within the range 20°-30° and the required pressure rise is met for the impellers
with 18.5°-30° outlet angle. The values slightly differ for other rotational speeds.
Considering the data for 4000-7000 rpm, the favourable range of outlet angle is 20°-
30° for efficiency and 16.5°-35° for pressure rise. Figures 4.22b and 4.22a alongside
3.32a, 3.32b and 3.33 provide sufficient information for the selection of outlet angle
and rotational speed for this application. The data points are extracted from the
graphs for the desired range of outlet angle and presented in Table 4.2.
Number of Blades
Five impellers with high outlet angles (20°, 25°, 30°, 35° and 40°) are manufactured
with 2 , 4 and 6 blades (15 in total) in order to study the effect of blade number
on the performance of the pumps. The results show a consistent pattern for all
angles and the performance curves of impellers with 20° outlet angle are presented
in Figure 4.23, rotating at 6000 rpm.
Based on the theoretical and experimental equations for slip, the ideal flow guidance
may be achieved by increasing the number of blades, so the flow leaves the impeller
outlet at the exact blade angle. However, beyond a particular value, the slip factor
decreases due to increased blockage area. This value is considered a balance between
the excessively high surface friction in pumps with too many blades and unguided
diffusion in pumps with too few blades. The pressure rise results as shown in Figure
4.23a follow this argument. The 2 bladed impeller produced the lowest pressure rise
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(a) Head ratio versus flow ratio. (b) Experimental efficiency versus flow ratio.
Figure 4.23: Performance curves of three impellers with 20° outlet angle, rotating at 6000 rpm.
among the three with ≈90% design point. The 4 bladed impeller performed with
the highest pressure ratio (≈1.2 times) and the head ratio decreased to <1.1 for the
impeller with 6 blades.
It is apparent from Figure 4.23b that the efficiency of the pumps are higher with
lower number of blades. However, this is the result of a constant rotational speed
which leads to different values of pressure rise for the pumps (Figure 4.23a). In order
to compare the efficiencies, the pumps must rotate at different rotational speeds in
which they produce the design point pressure rise. For this purpose, the rotational
speeds are changed to 6400, 5300 and 5500 rpm for the 2, 4 and 6 bladed impellers
respectively. The impellers produced the design point pressure rise at these speeds
and achieved design point efficiencies of 18%, 19% and 16% respectively. This was
implemented for the analysis of all 5 groups of impellers and showed very close effi-
ciencies for 2 and 4 bladed and slightly lower for 6 bladed impellers.
Nondimensionals
Figure 4.24a plots the hydraulic efficiency versus specific speed of 14 impellers with
different characteristics, presented in Table 4.3. The data points are not presented
for clarity and third order polynomials are fitted.
Once an impeller is selected, design and off-design efficiencies may be predicted from
the data of a relevant impeller. The results show that the highest efficiencies are
achieved within the range of specific speeds 0.6-1. This range is slightly different
for industrial axial pumps due to different region of Re number. The published
nondimensional data of industrial pumps suggests a specific speed of 1-2 for highest
efficiencies in axial pumps (1<ns<6 for axial pumps) [12]. The industrial pumps
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perform in Re=108, whereas the blood pumps in this study are in Re<106.
Comparing the η − ns graph of industrial and small blood pumps shows a much
smaller slope for the descending part of the curves. high efficiencies are obtained
at high specific speeds. The data of high specific speed small pumps are very lim-
ited compared to industrial pumps, but the efficiency of these pumps have not yet
been demonstrated to reach the levels seen in equivalent specific speed industrial
pumps [119].
Figure 4.24b plots the head and flow coefficients for the impellers. Second order
polynomial curves are fitted to the data points as they were the lowest degree that
fitted most of the data. The shape of the curves are useful for preliminary design
of an impeller. It is possible to find an impeller with the required pattern of per-
formance characteristics through scaling the dimensions using the head and flow
coefficients (ψ and φ) in order to produce the required pressure rise and flow rate.
The graph shows a slight depression in most of the pumps in the flow coefficient
range of 0.05-0.15 and is indicative of the flow separation. By mapping this part of
the curves (0.05<φ<0.15) into the H-Q curves of the pumps, the critical head-flow
region of each pump can be investigated individually.
Table 4.3 provides the η−ns and ψ−φ curve fits and the R2 values that are presented
in Figures 4.24a and 4.24b. The combination of Figures 4.24a and 4.24b together
with Table 4.3, is useful for the preliminary design when combined with the pump
geometry data.
Figure 4.25 is a Cordier diagram showing specific speed and specific diameter of all
62 pumps based on the highest efficiency points of each pump.
(a) Experimental efficiency vs. specific
speed for 14 impellers.
(b) Experimental head and flow coefficients
for 14 manufactured impellers.
Figure 4.24: Efficiency and head-flow coefficients for 14 impellers.
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Figure 4.25: Highest efficiency points on ns − ds Cordier diagram for all impellers
(4 × 104<Re<2 × 105).
















































































































































































































































































































































































































































































































































































































































































































































































































Axial Flow versus Centrifugal
Flow VADs
In the previous chapters we observed how small centrifugal and axial pumps have
grown in medical industry because of their small size, ease of implantation, reliabil-
ity and efficient performance. We discussed how these pumps perform in different
conditions of flow, pressure and rotational speed as heart assist devices. In this
chapter, we will further explore these two types of pumps and whether one type
has hemodynamic or clinical advantages. Significant clinical advantages have been
reported [120] for axial flow VADs due to faster reduction in ventricular pressure
but in cost of a higher ventricular suction. The study states that there may be a
custom selection of VADs in the future based on the patient’s specific conditions.
For instance, during exercise or stressful conditions, an axial flow VAD may be
advantageous over centrifugal VADs for patients with pulmonary hypertension.
In this chapter, we will evaluate the technological and clinical considerations of
axial and centrifugal pumps and compare the two types and discuss their potential
differences as heart assist devices. We further apply the transient flow conditions
into the discussion in order to compare the pump performance in transient and
continuous flow conditions.
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5.1 Technological Considerations
The different flow paths of centrifugal and axial pumps leads to different pressure
and flow characteristics. In a recent study [45], the pressure unloading of HeartMate
II and VentrAssist were investigated in a mock flow loop model. The study reported
technological advantages of the centrifugal device due to lower power consumption
and higher sensitivity to pre and after-load. The authors further characterized
the hemodynamic performance of the devices by their HQ curves to determine the
differences between them.
Figure 5.1: Axial and centrifugal VADs HQ curves and flow waveforms recorded in LVAD clinical
patients [45].
It is undeniable that a constant pressure head versus flow rate (horizontal HQ line)
is an ideal performance for a blood pump. Although there are various HQ curve
trends for the two types of pumps, it is evident that in general, centrifugal pump
HQ curve has a lower slope and is flatter compared to that of axial pumps. The
higher sensitivity to pre and after-load is a result of this difference [41]. This higher
sensitivity leads to a lower probability of ventricular suction but also a lower flow
rate at an elevated after-load [45].
Centrifugal pumps produce a larger span of variation of flow rate compared to axial
pumps at the same range of pressure rise due to the same reason (pressure sensi-
tivity), seen in Figure 5.1. The native ventricular contraction and the subsequent
higher span of variation in pressure rise and flow makes the centrifugal pump flow
more similar to the pulsatile flow of human body. Therefore, these pumps result in
a larger range of left ventricular end systolic and diastolic volume and higher aortic
pulsatile pressure [126]. However, at a constant flow rate and pre and after-load,
the mean aortic pressures and flow rates are quite similar in axial and centrifugal
pumps, shown in Figure 5.2.
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Figure 5.2: Centrifugal and axial LVAD head-flow, LV and aorta pressure waveforms in a mock
flow loop model [45].
The higher slope of head-flow curves for axial flow pumps results in a higher degree
polynomial relationship between current and flow and leads to an inaccurate esti-
mation of flow. This argument has been confirmed by a clinical studies [115, 96]
showing inconsistency in the flow measurements compared to the estimated values.
5.2 Clinical Considerations
Centrifugal pumps have higher efficiency compared to axial flow pumps and therefore
smaller battery packs and longer power supply may be an advantage of using these
devices. However, the battery and controller size decrement of heart assist devices is
not likely to have a significant impact on the evaluation of the device. As mentioned
earlier, centrifugal LVADs are more sensitive to pre and after-load, however, com-
pared to the native heart, both types of pumps are relatively insensitive [107, 71].
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Figure 5.3 shows clinically observed LV and aortic pressure waveforms for the same
axial and centrifugal LVADs. Centrifugal pumps produce a higher range of pres-
sure compared to axial pumps at the same flow rates. However, the variation in
the flow and pressure is reduced for this generation compared to pulsatile devices.
The potential adverse events due to this reduced pressure pulsatility may not be
compensated [140, 15, 124, 125].
Figure 5.3: Centrifugal and axial LVAD head-flow, LV and aorta pressure waveforms, clinical
observations [45].
Although axial and centrifugal pumps have differences in their flow characteristics,
these differences are not as significant as the contrast between continuous and pul-
satile flow devices. The differences between axial and centrifugal VADs are mainly
pressure and flow range and therefore may be controlled by changing the resistance
or rotational speed. The result will be a slight change in the efficiency, battery size
or supply period rather than the flow nature.
5.3 A Comprehensive Analogy
The chapter is concluded with a comprehensive comparison between two selected
pumps. An axial and a centrifugal pump are selected based on numerical and experi-
mental results. Both pumps are suitable in terms of hemocompatibility, performance
and force characteristics.
Figure 5.4 shows the efficiency and HQ curves for axial and centrifugal pumps. The
efficiency of the centrifugal pump has a peak value at about flow ratio of 1.2 and
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then decreases. For the axial pump, the efficiency increases with flow rate and gets
close to the efficiency of the centrifugal pump at high flow rates. At the design
point, the efficiency of centrifugal pump is twice as the axial pump. The head ratio
range of 0.9-1.1 is selected in Figure 5.4b and the range of flow rates corresponding
to the head ratios are shown for both pumps. The trends are similar to the axial
and centrifugal LVAD results reported by Giridharan [45], shown in Figure 5.1.
(a) Centrifugal and axial efficiency vs. flow
ratio.
(b) Centrifugal and axial head ratio vs. flow
ratio.
Figure 5.4: Performance curves of selected axial and centrifugal pumps.
Figure 5.5 shows the data points of Figures 4.7 and 4.25 altogether. The graph is
an ns−ds Cordier diagram with the highest efficiency points of axial and centrifugal
pumps investigated in this study. Figure 5.6 shows the same data points on Balje’s
diagram (Figure 1.14) in order to compare the regions of high efficiency small pumps
with that of industrial pumps.
Table 5.1 show the axial and centrifugal pumps specifications and output values.
The results show higher magnitudes of axial thrust for axial pumps and higher radial
thrust for centrifugal pumps, as expected. The force analysis and the effect of design
parameters and rotational speed on axial and radial forces will help in the design
process of mechanical, hydrodynamic or magnetic bearings of heart assist devices.
The axial pump also showe a higher probability of hæmolysis, mainly due to their
higher rotational speeds and shear stress induced in the pump.
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Figure 5.5: Highest efficiency points of centrifugal and axial pumps on ns − ds Cordier diagram.
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Figure 5.6: Highest efficiency points of small centrifugal and axial pumps on Balje’s industrial
ns − ds Cordier diagram.
Chapter 6
Reflections and Outlook
Decades of disciplinary studies have advanced our understanding of engineering
based design of heart assist devices where the preconception that the conventional
pump design methods can tackle certain problems has prevailed in science. However,
with the emergence of new sources of in-vivo and clinical data, empirically grounded
and large-scale studies of old and new problems have become possible through a
combination of computational analysis and experimental techniques. This thesis
has demonstrated the use of such methods and more importantly has collected a
database of nondimensional parameters of small centrifugal and axial pumps for
ventricular assist devices.
The work presented in this dissertation is the product of three segments; the pre-
liminary design of axial and centrifugal pumps based on conventional methods and
experimental data of previously designed blood pumps, computational analysis of
the designed pumps and data-driven parameter optimization, in-vitro investigation
of the selected models and validation of the proposed numerical methods.
The approach taken has been different for axial and centrifugal pumps. For centrifu-
gal pumps, +100 impellers were numerically modeled and studied for performance
and hemocompatibility. The experimental investigations were conducted on 15 im-
pellers in order to validate the computational models and the numerical results and
therefore, the presented nondimensional data are mainly the results of in-silico anal-
ysis. For axial pumps, all the numerically analyzed impellers are tested and the
nondimensional data are entirely experimental results. The numerical results were
used for the hemocompatibility study of the pumps and the force analysis for future
bearing calculations.
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6.1 Summary of Contributions
The thesis that a nondimensional and parametric approach can advance our un-
derstanding of the parametric effect on the performance and hemocompatibility of
small sized pumps for MCS devices has been substantiated through the following
contributions presented in this dissertation:
Parametric approach numerical analysis of axial and centrifugal pumps:
In chapter 3, we introduced a simple parametric approach to the numerical analysis
of the pumps. We modeled the hæmolysis with an Eulerian approach and related
the hæmolysis index (HI) to the shear rate and exposure time through a power law
equation based on empirical observations. We evaluated each pump by calculating
the Normalized Index of Hæmolysis (NIH) and investigated the effect of different
design parameters (number of blades, outlet width and angle and rotational speed)
on the hemocompatibility of the device by several graphs. The analytical model
presented in this work will help the blood pump designers to select their design
parameters accordingly for a lower probability of blood complications.
Parametric approach in-vitro investigations of axial and centrifugal pumps:
In chapter 4, we introduced a parametric approach to the experimental evaluation
of small axial and centrifugal pumps. We conducted in-vitro investigations on +150
pumps with different design characteristics in various conditions of flow, pressure
and rotational speeds. The flow rate, pressure rise, efficiency, head coefficient and
flow coefficient of each pump was measured or calculated at different conditions and
presented in relevant diagrams for comparison. The results and equations presented
in this work provides reliable empirical relationships between the design parameters
and the performance of small pumps. Such data will help the designers to select
their parameters accordingly and reach their desired output.
Nondimensional database:
In chapter 5, we evaluated and compared the small axial and centrifugal pumps and
discussed their advantages and disadvantages with technological and clinical con-
siderations. We collected the nondimensional specific speed and specific diameter
data of the pumps (ns − ds) and plotted the data points on a Cordier diagram. We
also mapped the data points on the Balje’s Cordier diagram of industrial pumps for
comparison and to investigate the effect of Reynolds number on the performance of
the pumps. The empirical equations, Cordier diagrams and nondimensional data
presented in this work will enable the preliminary design of small axial and cen-
trifugal pumps for VADs and MCS devices suitable for different stages of congestive
heart failure.
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6.2 Future Directions & Outlook
This dissertation presented a computational and experimental approach to the eval-
uation of small axial and centrifugal pumps, which has been under-explored in the
predominantly theoretical field of pump design for heart assist devices. The nondi-
mensional analysis of the pumps holds the key to understanding the similarity con-
cept of fluid mechanics. With new medical application of rotary pumps, studying
how the pump design parameters affect the performance and reliability of the de-
vice will become increasingly popular. Furthermore, the differences between the flow
fields of blood pumps and industrial pumps will necessitate the use of new empirical
data, shifting the parametric and nondimensional data of rotary pumps from an ap-
proach to a necessary method of evaluating the performance and hemocompatibility
of the devices.
The coefficients and nondimensional characteristics and the diagrams made by the
data points are routine in the field of turbomachinery pump design and testing [12,
128, 151, 57, 150]. Blood pumps differ from those historically reported due to their
different flow fields, Reynolds number region and the constraints imposed related to
hemocompatibility conditions. As illustrated in this dissertation, the performance
of small axial and centrifugal pumps follows expected trends but shifted to differ-
ent regions on the graph due to the change in Reynolds number. To the best of
our knowledge, the nondimensional database produced in this body of work is sig-
nificantly larger compared to similar studies previously reported in this field. The
parametric approach introduced in this dissertation for the purpose of comparison
is thoroughly focused on particular variables, making it a suitable approach for the
evaluation of the design parameters.
However, this dissertation, like all works of its type, includes insufficient detail to
perfectly and precisely design new pumps from an existing model. More data would
have to be published by authors and designers in nondimensional forms. It is fasci-
nating how the test results from different research projects fall into a recognizable
concerted pattern in a nondimensional format. By collecting more experimental re-
sults and creating a more comprehensive database, a blood pump designer can make
a first estimation at the size, type, rotational speed and performance of a pump for
patients with particular conditions. A newly designed pump may be compared with
this data to check whether the potential performance is equivalent, below or above
the similar pumps.
The author hopes that the blood pump designers and developers will publish and
report more nondimensional experimental data of small pumps and not only limited
to axial and centrifugal types. Considerably more work will need to be done to
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determine a more extensive and comprehensive version of these diagrams and be
able to predict and generate iso-efficiency lines on them.
This dissertations has also made a contribution to the National Health Service (NHS)
project TURBOCARDIA, awarded £1.2m by the Invention for Innovation (i4i) pro-
gram of the National Institute for Health Research (NIHR) of the United Kingdom.
The project is on the design and development of a novel centrifugal blood pump.
The analytical model and experimental results presented in this dissertation have
been used in TURBOCARDIA project to design an efficient and hemocompatible
impeller to be featured in the designed product. The team has submitted a new
proposal for the design and development of a novel axial blood pump. Hopefully
in case of proposal acceptance, the axial pump results presented in this dissertation
will help to design an efficient and hemocompatible axial impeller for the device.
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